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MEDICAL DEVICES: PROTECTING PATIENTS 
AND PROMOTING INNOVATION 


TUESDAY, NOVEMBER 15, 2011 

U.S. Senate, 

Committee on Health, Education, Labor, and Pensions, 

Washington, DC. 

The committee met, pursuant to notice, at 2:34 p.m. in Room 
SD-G50, Dirksen Senate Office Building, Hon. Tom Harkin, chair- 
man of the committee, presiding. 

Present: Senators Harkin, Franken, Merkley, Casey, Bennet, Mi- 
kulski, Blumenthal, Hagan, Hatch, and Burr. 

Opening Statement of Senator Harkin 

The Chairman. Good afternoon. The Senate Committee on 
Health, Education, Labor, and Pensions will come to order. This is 
the third hearing we have convened as part of our ongoing process 
to authorize the FDA user fee legislation. Today we examine the 
FDA’s regulation of medical devices. 

As the sponsor of the American’s Disabilities Act, now 21 years 
old, I recognize that these devices often enable individuals to live 
their lives to the fullest. It’s hard to imagine modern medicine 
functioning without them, and countless patients who have had 
their lives changed for the better by medical devices. Accordingly, 
it is essential that we encourage the continued development and 
improvement of medical devices, and that efficient regulatory proc- 
esses get these innovative devices to patients as quickly as pos- 
sible. However, there is no virtue in getting devices to patients 
quickly if the devices don’t work or, worse, if they cause injury or 
death. 

I think most Americans would be alarmed if they understood the 
current process we use to approve most medical devices. People 
probably imagine that for every moderate or high-risk device — cer- 
tainly anything that’s implantable in the human body — that ex- 
perts at FDA examine clinical data, and conclude that the device 
has been demonstrated to be safe and effective. But that’s not what 
happens. Most devices are cleared by FDA through a process in 
which a device must merely show to be “substantially equivalent” 
to another device that’s already on the market, even if that device 
was substantially equivalent to a previous device, and that pre- 
vious device was substantially equivalent to a previous device — and 
on and on and on and on. 

This process gets devices to patients more quickly, but sometimes 
with catastrophic consequences for patients. Recently, for example, 
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all-metal hip implants were cleared through the 510(k) process, in 
many cases without clinical data. As it turns out, when the metal 
ball rubs against the metal socket, tiny metal particles can wear 
off, cause damage to the bone and tissues surrounding the implant, 
and the metal ions can get into the bloodstream and cause prob- 
lems in the heart, nervous system and thyroid gland. Today, there 
are around a half a million Americans walking around with a dan- 
gerous hip implant, and no great options. Do they have surgery to 
have implant removed, or keep it and risk becoming another victim 
of the rush to get these products to market? 

There’s been a great deal of talk lately about promoting innova- 
tion, and I’m all for that, especially when innovation leads to the 
creation of jobs and even entirely new industries. But promoting in- 
novation doesn’t just mean, willy nilly, getting products to market 
so that device companies can make a profit. In a recent article, one 
of our witnesses today. Dr. Gregory Curfman, made the point that 
true innovation is not just the matter of getting products to market 
quickly, but also of ensuring that they are safe and effective. A de- 
vice is only a worthy innovation if it works, and it doesn’t hurt peo- 
ple. Speeding medical devices to market without adequate data and 
testing might be good for business in the short-term. It might even 
create some jobs in the short-term. But if the device is faulty, pa- 
tients will pay the price, business will be hurt, and those jobs will 
disappear. As Dr. Curfman noted in his article, and I quote: “Our 
regulators should not be in the business of creating jobs in the 
manufacture of dangerous devices.” That is not a good business 
model at all. I want to do everything possible to help U.S. manufac- 
turers to create innovative and safe devices, and get them to mar- 
ket as expeditiously as possible. To that end, the FDA must strike 
the appropriate regulatory balance. 

At a minimum, FDA should reserve its streamlined 510(k) proc- 
ess for devices that are truly of moderate risk. Any high-risk device 
should be required to submit a premarket approval application. 
Over 20 years ago, in the Safe Medical Devices Act of 1990, Con- 
gress made it clear that FDA should use its premarket approval 
process for high-risk class III devices, or it should reclassify them 
to a lower-risk category. Despite this direction from Congress, high- 
risk devices continue to slip by this requirement. 

If we’re going to retain a system in which devices can be cleared 
based on substantial equivalence to predicate devices, we need to 
create assurance that the predicate device is safe, and works. We 
need to follow cleared devices throughout their lifecycle so that we 
know how they perform in the real world. That way, when a follow- 
on device seeks approval based on a predicate, we know something 
about how that predicate worked, and we will be more confident 
that “substantial equivalence” tells us something about safety and 
effectiveness. Certainly, if a device turns out to be dangerous, if it’s 
withdrawn or recalled for safety reasons, it is absurd to continue 
to allow that dangerous device to be used as a predicate for later 
products. 

So, I intend to work with FDA and my colleagues on this com- 
mittee to strengthen and improve FDA’s postmarket authorities, so 
that we all can have more confidence in the 510(k) system’s ability 
to ensure patient safety. 
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This afternoon, we’ll hear from several expert witnesses who ap- 
proach this important issue from a variety of perspectives. I thank 
you all for being here, and I look forward to your remarks. 

We have two panels. On panel one we have just one witness. Dr. 
Jeffrey Shuren, who is the Director of the FDA Center for Devices 
and Radiological Health. 

Dr. Shuren became the Director in January 2010. He previously 
served as Acting Center Director beginning in September 2009. Dr. 
Shuren is both a medical doctor and a lawyer, having earned his 
medical degree at Northwestern University, and his law degree at 
the University of Michigan. 

He has had a long and distinguished career at FDA. He’s held 
a variety of policy positions at the agency, including Acting Deputy 
Commissioner for Policy Planning and Budget, Associate Commis- 
sioner for Policy and Planning, Special Counsel to the Principal 
Deputy Commissioner, Assistant Commissioner for Policy, and a 
Medical Officer in the Office of Policy. 

In the last 18 months, he’s led FDA’s effort to improve both the 
performance of the Center for Devices for Radiological Health, and 
the 510(k) review system. We’re pleased to have him here today. 
We welcome you here. Dr. Shuren. And without objection, your full 
statement will be made a part of the record. And if you could sum 
it up in, oh, 5, 7 minutes, or so — we’d certainly appreciate it. 

Dr. Shuren, please proceed. 

STATEMENT OF JEFFREY SHUREN, M.D., J.D., DIRECTOR OF 

THE CENTER FOR DEVICES AND RADIOLOGICAL HEALTH, 

FOOD AND DRUG ADMINISTRATION, SILVER SPRING, MD 

Dr. Shuren. Thank you, Mr. Chairman and members of the com- 
mittee. 

As mentioned, I am Dr. Jeff Shuren, Director of the Center for 
Devices and Radiological Health at the Food and Drug Administra- 
tion. Thank you for the opportunity to testify today. 

In late 2009, and soon after I came to CDRH, The Center for De- 
vices and Radiological Health, we initiated a review of our medical 
device premarket programs in response to concerns expressed by 
industry and others. We conducted an honest and frank self-assess- 
ment to these processes, including the 510(k) program. 

As part of that process, CDRH has begun to undertake a new, 
more systematic approach to device regulation — one that continues 
to focus on protecting public health by assuring that devices are 
safe and effective, but also focuses on promoting public health by 
facilitating device innovation. In fact, last year, innovation became 
one of our top four strategic priorities. 

This new approach required that we move away from the tradi- 
tional misperception that safety, effectiveness and innovation are 
incompatible. Rather than focus on more regulation or less regula- 
tion, we began to focus on smart regulation — how to most effec- 
tively achieve both aspects of our mission as both a regulator and 
a facilitator. 

We realized that FDA should help to create a regulatory environ- 
ment that allows innovation to thrive by eliminating undue regu- 
latory obstacles, while also ensuring consumer confidence that our 
medical technologies are safe and effective. 
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In 2010, we released two reports that concluded we at FDA had 
not done as good a job managing our premarket programs as we 
could have. The No. 1 problem we found was insufficient predict- 
ability which can lead to inefficiencies, increased cost for industry 
and the FDA, and sometimes in delays in bringing safe and effec- 
tive products to market. 

These circumstances may also create challenges for smaller start- 
up companies in securing venture capital funding for new early 
stage technologies. 

We identified several root causes of these problems, and they in- 
clude very high reviewer and manager turnover at CDRH — which 
is almost double that of our Center for Drugs and our Center for 
Biologies, insufficient reviewer training, extremely high ratios of 
front-line supervisors to reviewers, insufficient oversight by man- 
agers, a rapidly growing workload caused by increase in complexity 
of devices, and the rapidly increasing overall number of submis- 
sions we receive, sometimes unnecessary or inconsistent data re- 
quirements imposed on device companies, insufficient guidance for 
industry and FDA staff, and poor quality of submissions from in- 
dustry. 

We identified proposed solutions to these problems, and after ex- 
tensive public input last January, we announced a plan of action 
detailing 25 specific actions that CDRH would take in 2011 to im- 
prove the predictability, consistency and transparency of our pre- 
market programs, and since then, we’ve announced additional ef- 
forts. 

The actions we are taking fall into three main areas of emphasis: 
first, we must create a culture change toward greater transparency, 
interaction, collaboration and the appropriate balancing of benefits 
and risks; second, we need to focus on ensuring predictable and 
consistent recommendations, decisionmaking and application of the 
least burdensome principal; and third, we need to take steps to im- 
plement more efficient regulatory processes, and user resources. 

Last month, we reviewed the progress we’ve made thus far, and 
issued a 26-page report summarizing many of the concrete actions 
that have already been implemented or will be implemented, at 
least in part, in the first half of 2012. 

We believe that these actions will have a visible positive impact 
within the coming year by providing greater predictability about 
data requirements through guidance, reducing unnecessary or in- 
consistent data requests through training, and policy and process 
changes, implementing policies that lead to appropriately balanced 
benefit-risk determinations using external experts more extensively 
and effectively, creating incentives to create clinical studies first in 
the United States, speeding up clinical trial approval decisions, and 
implementing the innovation pathway. 

We understand that in order to best serve patients, both the 
medical device industry and FDA must have the flexibility to be in- 
novative, to be entrepreneurial, and ultimately successful. 

For this to happen, three things must occur. We must continue 
to make the critical improvements to our device program that we 
described in last month’s report. Just as important, CDRH and in- 
dustry must work together to assure that the Center receives high 
quality premarket submissions. And finally, CDRH must have ade- 
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quate and stable resources to get the job done right, and as quickly 
as possible. This is the subject of the upcoming user fee reauthor- 
ization. 

We at CDRH believe that if these three things are accomplished, 
we will provide the kind of value that patients deserve and come 
to expect from FDA. Timely access to safe and effective devices that 
address their healthcare needs, and the medical device industry 
will have the kind of predictable, consistent, transparent and effi- 
cient pathways to market that spur continued innovation and suc- 
cess. 

Mr. Chairman, I commend the committee’s efforts, and I’m 
pleased to answer any questions the committee may have. 

[The prepared statement of Dr. Shuren follows:] 

Prepared Statement of Jeffrey Shuren, M.D., J.D. 

INTRODUCTION 

Mr. Chairman and members of the committee, I am Dr. Jeffrey Shuren, director 
of the Center for Devices and Radiological Health (CDRH) at the Food and Drug 
Administration (FDA or the Agency). I am pleased to be here today to discuss 
CDRH’s premarket review process and the activities that we are undertaking to im- 
prove the predictability, consistency, and transparency of our regulatory processes. 

The Impact of Regulation on Device Innovation 

FDA is charged with a significant task: to protect and promote the health of the 
American public. To succeed in that mission, we must ensure the safety and effec- 
tiveness of the medical products that Americans rely on every day, and also facili- 
tate the scientific innovations that have the potential to save patients’ lives. Our 
ability to work with innovators to translate discoveries into safe and effective prod- 
ucts that can be cleared or approved in a timely way is essential to public heath, 
as well as the growth of the medical products industry and the jobs it creates. Im- 
portantly, FDA’s premarket review of medical devices gives manufacturers a world- 
wide base of consumer confidence, both domestically and internationally. 

U.S. -based companies dominate the roughly $350 billion global medical device in- 
dustry. The U.S. -medical device industry is one of the few sectors, in these chal- 
lenging economic times, with a positive trade balance. In 2000, the U.S. -medical 
device industry ranked 13th in venture capital investment — now, a decade later, it’s 
our country’s fourth largest sector for venture capital investment.^ In fact, more 
than 62 percent of the $631.4 million that venture capital invested in the life 
sciences in the third quarter of 2011 went to medical device companies.® And, the 
medical device industry has produced a net gain in jobs since 2005, even while over- 
all manufacturing employment has suffered. 

As noted in a January 2011 report on medical technology innovation by PwC (for- 
merly PriceWaterhouseCoopers), the U.S.-regulatory system and U.S. -regulatory 
standard have served American industry and patients well. As that report states, 
“U.S. success in medical technology during recent decades stems partially 
from global leadership of the U.S. Food and Drug Administration. FDA’s stand- 
ards and guidelines to ensure safety and efficacy have instilled confidence 
worldwide in the industry’s products. Other countries’ regulators often wait to 
see FDA’s position before acting on medical technology applications and often 
model their own regulatory approach on FDA’s.” ^ 


^PwC (formerly PriceWaterhouseCoopers), “Medical Technology Innovation Scorecard” (Janu- 
ary 2011) at page 8, available at http:/ / pwchealth.com I cgi-local/ hregister.cgi?link=reg /innova- 
tion-scorecard.pdf. 

2PriceWaterhouseCoopers/National Venture Capital Association, MoneyTree™ Report, Data: 
Thomson Reuters, Investments by Industry Q1 1995— Q4 2010, available at http: II wivw.nvca.org. 

® “Medical Device Developers Attract Cash: Venture Capital Increases Its Funding of Medical 
Technology,” The Burrill Report (Oct. 14, 2011), available at http: II www.burrillreport.com / arti- 
cle-medical _device developers attract cash.html. 

^PwC (formerly PriceWaterhouseCoopers), “Medical Technology Innovation Scorecard” (Janu- 
ary 2011), available at http:/ / pwchcalth.eom / cgi-local I hregister.egi?link=reg I innnovation-score- 
card.pdf. 
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In terms of time to market, an industry-sponsored analysis ® shows that low-risk 
510(k) devices without clinical data (80 percent of all devices reviewed each year) 
came on the market first in the United States as often as, or more often than, in 
the European Union (EU). The EU typically approves higher-risk devices faster 
than the United States because in the EU, manufacturers must demonstrate safety 
and performance, while in the United States the standard for approval is safety and 
effectiveness.® 

FDA has been meeting or exceeding goals agreed to by FDA and industry under 
the Medical Device User Fee Amendments (MDUFA) for approximately 95 percent 
of the submissions we review each year. FDA completes at least 90 percent of 510(k) 
reviews within 90 days or less. In the few areas where FDA is not yet meeting its 
MDUFA goals, the Agency’s performance has generally been improving — despite 
growing device complexity and an increased workload — without a commensurate in- 
crease in user fees. 

However, average total days for the review of 510(k)s has been increasing since 
2005 (as described later in this testimony), and has been increasing for Premarket 
Approval (PMA) applications since 2004, with early indicators of longer review 
times, such as the average number of cycles to review a 510(k), starting to increase 
since 2002. 

FDA recognizes that, if the United States is to maintain its leadership role in this 
area, we must continue to streamline and modernize our processes and procedures 
to make device approval not just scientifically rigorous, but clear, consistent, and 
predictable without compromising safety. 

Smart Regulation’s Role in Facilitating Medical Device Innovation 

Nearly 2 years ago, CDRH recognized that, given the growing complexities of 
medical product development, we needed to re-evaluate and modernize our regu- 
latory review processes in order to ensure that patients had timely access to safe 
and effective medical devices. At that time, CDRH began to undertake a new sys- 
tematic approach to device regulation, moving away from the traditional 
misperception that safety and effectiveness and innovation are incompatible. Rather 
than focus on more regulation or less regulation, we began to focus on “smart regu- 
lation.” 

Our goal has been to ensure that safety and effectiveness and innovation are com- 
plementary, mutually supporting aspects of our mission to promote the public 
health. As part of our process to improve CDRH’s internal systems, we first reached 
out to stakeholders to hear their concerns and listen to their recommendations 
about our premarket programs. This is what we heard: industry felt that inadequate 
predictability, consistency, and transparency were stifling innovation and driving 
jobs overseas; and consumer groups, third-party payers, and some health care pro- 
fessionals believed that one of our premarket pathways — the 510(k) program — did 
not provide adequate protection for American patients and did not generate 
sufficient information for practitioners and patients to make well-informed 
treatment and diagnostic decisions. In turn, CDRH employees expressed concerns 
that the 510(k) program had not adapted to the increasing complexity of devices, 
and that poor-quality 510(k) submissions, poor-quality clinical studies conducted in 
support of PMA applications, and an ever-growing workload were straining already 
overburdened premarket programs. 

We also began two assessments of our premarket programs to identify issues, 
their root causes, and the appropriate solutions. One assessment focuses on the 
510(k) program. The other looks at how we use science in regulatory decision- 
making, touching on aspects of several of our premarket review pathways, such as 
our clinical trials program. In addition, we contracted with the Institute of Medicine 
(lOM) to conduct an independent evaluation of our 510(k) program. 

In August 2010, following extensive public input, we released two reports that 
identified issues regarding our premarket programs and proposed potential actions 
for us to take to address the underlying root causes. The No. 1 problem we found 
was insufficient predictability in our premarket programs, which can create ineffi- 
ciencies, increase costs for industry and FDA, and delay bringing safe and effective 
products to market. We identified several root causes of these issues. They include 


^California Healthcare Institute and The Boston Consulting Group, "Competitiveness and 
Regulation: The FDA and the Future of America’s Biomedical Industry” (Feb. 2011 ), available 
at http:! / www.bdg.com / documents I file72060.pdf . 

®See “Recast of the Medical Devices Directives: Public Consultation,” available at http:! ! 

ec.europa.eu ! consumers j sectors ! medical-devices /files ! recast docs 2008 /public consultation 

en.pdf; European Commission, “Guidelines on Medical Devices: Clinical Evaluation: A Guide 

for Manufacturers and Notified Bodies” (Dec. 2009), at p. 4, available at http: // ec.europa.eu / 
health / medical-devices / files / meddev /2 7 Irev 3 en.pdf. 
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very high reviewer and manager turnover at CDRH (almost double that of FDA’s 
drug and biologies centers); insufficient training for staff and industry; extremely 
high ratios of employees to front-line supervisors; insufficient oversight by man- 
agers; CDRH’s rapidly growing workload, caused by the increasing complexity of de- 
vices and the number of overall submissions we review; unnecessary and/or incon- 
sistent data requirements imposed on device sponsors; insufficient guidance for in- 
dustry and FDA staff; and poor-quality submissions from industry. 

While it is true that providing more user-fee resources alone won’t solve the prob- 
lems with our premarket programs, insufficient funding is at the root of, or a con- 
tributing factor to several of these problems. Adequate and stable funding is one key 
component to our and industry’s success in bringing safe and effective devices to 
market quickly and efficiently. 

After considering extensive and varied public input on our recommendations, in 
January 2011, FDA announced a Plan of Action that included 25 specific actions 
that we would take this year to improve the predictability, consistency, and trans- 
parency of our premarket programs. The following month, we announced our Inno- 
vation Initiative, which included several proposals to help maintain the position of 
the United States as the world’s leader in medical device innovation, including the 
creation of a new approach for important, new technologies called the Innovation 
Pathway. 

Since then, we have announced additional efforts to improve our premarket pro- 
grams, including actions to improve our program for clinical trials and the Inves- 
tigational Device Exemption (IDE) program. The actions we are taking can be 
grouped into three main areas of emphasis. Overall, our actions seek to: 

• Create a culture change toward greater transparency, interaction, collaboration, 
and the appropriate balancing of benefits and risks; 

• Ensure more predictable and consistent recommendations, decisionmaking, and 
application of the least-burdensome principle; and 

• Implement more efficient processes and use of resources. 

Specific steps that we are taking include: 

• Issuing guidance clarifying the criteria used to make benefit-risk determina- 
tions a part of device premarket decisions. This will provide greater predictability 
and consistency and apply a more patient-centric approach by considering patients’ 
tolerance for risk in appropriate cases (draft guidance issued August 15, 2011); 

• Creating standard operating procedures for when a reviewer can request addi- 
tional information regarding a premarket submission and identifying at what man- 
agement level the decision must be made. These steps are intended to provide great- 
er predictability, consistency, and the appropriate application of the least-burden- 
some principle by reducing the number of inappropriate information requests 
(Standard Operating Procedures issued November 10, 2011); 

• Developing a range of updated and new guidances to clarify CDRH require- 
ments for predictable, timely, and consistent product review, including device- 
specific guidance in several areas such as mobile applications (draft guidance re- 
leased July 19, 2011) and artificial pancreas systems (to be completed by the end 
of 2011); 

• Revamping the guidance development process through a new tracking system, 
streamlined processes, and, to the greatest extent possible within available re- 
sources, core staff to oversee the timely drafting and clearance of documents (to be 
completed by the end of 2011); 

• Improving communication between FDA and industry through enhancements to 
interactive review (some of these enhancements will be in place by the end of 2011); 

• Streamlining the clinical trial (IDE) processes by providing industry with guid- 
ance to clarify the criteria for approving clinical trials, and the criteria for when a 
first-in-human study can be conducted earlier during device development. These ac- 
tions aim to create incentives to bring new technologies to the United States first 
(guidances issued November 10, 2011) (IDEs are required before device testing in 
humans that involve significant risks may begin, and they ensure that the rights 
of human subjects are protected while gathering data on the safety and efficacy of 
medical products); 

• Implementing internal business process improvements to ensure that decisions 
are made by the appropriate level of management, that decisions are made consist- 
ently and efficiently, and that we appropriately apply the least-burdensome prin- 
ciple. For example, CDRH created the internal Center Science Council to actively 
monitor the quality and performance of the Center’s scientific programs and ensure 
consistency and predictability in CDRH scientific decisionmaking (Center Science 
Council established March 31, 2011); 
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• Creating a network of experts to help the Center resolve complex scientific 
issues, which will ultimately result in more timely reviews. This network will be es- 
pecially helpful as FDA confronts new technologies (Standard Operating Procedures 
issued September 30, 2011); 

• Instituting a mandatory Reviewer Certification Program for new reviewers (pro- 
gram launched September 2011); 

• Instituting a pilot Experiential Learning Program to provide review staff with 
real-world training experiences as they participate in visits to manufacturers, re- 
search, and health care facilities, and academia (to begin in early 2012); 

• Providing industry with specific guidance on how to ensure the quality and per- 
formance of clinical trials while appl3dng the least-burdensome principle, so that in- 
dustry conducts studies that are more likely to support the approval of their prod- 
ucts (guidance released August 15, 2011); and 

• Streamlining the de novo review process, the pathway by which novel, lower- 
risk devices without a predicate can come to market (draft guidance released Octo- 
ber 3, 2011). 

To best serve patients, both the medical device industry and FDA must have the 
flexibility to be innovative and entrepreneurial. First, CDRH must continue making 
critical improvements to our device program. Second, the medical device industry 
and CDRH must work together to ensure that the Center receives high-quality sub- 
missions, which contain the information we need to make well-informed and timely 
decisions. Finally, CDRH must have adequate and stable resources to get the job 
done right and quickly. The latter is the subject of medical device user-fee legisla- 
tion reauthorization and congressional appropriations. 

We believe that the actions we are taking now will have a positive impact within 
the coming year by providing greater predictability of data requirements through 
guidance, reducing unnecessary data requests through training and policy and proc- 
ess changes, implementing policies to appropriately balance benefit-risk determina- 
tions, using external experts more extensively, creating incentives to conduct clinical 
studies first in the United States, speeding up IDE approval decisions, imple- 
menting the Innovation Pathway 2.0 (a priority review program to expedite develop- 
ment, assessment, and review of important technologies), and instituting efficiencies 
in the premarket review process. 

Performance Issues in the Premarket Review Process 

As noted above, FDA has been meeting or exceeding goals agreed to by FDA and 
industry under MDUFA for approximately 95 percent of the submissions we review 
each year. FDA completes at least 90 percent of 510(k) reviews within 90 days or 
less. In the few areas where FDA is not yet meeting its MDUFA goals, the Agency’s 
performance has generally been improving — despite growing device complexity and 
an increased workload — without a commensurate increase in user fees. 

However, MDUFA metrics reflect FDA time only; they do not reflect the time 
taken by device sponsors to respond to requests for additional information. As the 
graphs below illustrate, while the time FDA spends reviewing an application has 
improved (for both low- and high-risk devices), overall time to decision — the time 
that FDA has the application, plus the time the manufacturer spends answering 
any questions FDA may have — has increased steadily since 2001. 
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**A6 of September 30, 2011 there ere 16 applications without a decision; the average time to decision 
will Increase as the cohort closes. 


FDA bears some responsibility for the increase in total time to decision, and we 
have been instituting management, policy, and process changes to address this 
issue. As a result, in 2011, CDRH for the first time began reducing what previously 
was an increasing backlog of unresolved 510(k) submissions. 
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510(k)s Pending* at End of Year 

FY 2005 -FY 2011 



Under review or on hold 


There has also heen a prolonged increase, since fiscal year 2002, in the percentage 
of 510(k) submissions requiring an Additional Information (AI) letter after the first 
review cycle. The increasing number of AI letters has contributed to the increasing 
total time from submission to decision. 


Percent of 510(k)s With Additional Information 
(AI) Request on 1®' FDA Review Cycle 



Fiscal Year (Receipt Cohort) 


Submission quality problems are a driving force in this increase and we are 
pleased that, in response to FDA calls for improving the quality of premarket sub- 
missions, the medical device industry trade association, AdvaMed, is improving and 
making available more training courses for its companies to help them develop 
510(k) and PMA submissions that meet FDA standards. 

We believe that the actions we are taking now will have a positive impact within 
the coming year by providing greater predictability of data requirements through 
guidance, reducing unnecessary data requests through training and policy and proc- 
ess changes, implementing policies to appropriately balance benefit-risk determina- 
tions, using external experts more extensively, creating incentives to conduct clinical 
studies first in the United States, speeding up IDE approval decisions, imple- 
menting the Innovation Pathway 2.0 (a priority review program to expedite develop- 
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ment, assessment, and review of important technologies), and instituting efficiencies 
in the premarket review process. 

Moving Forward: Reauthorization ofMDUFA 

When MDUFA was last reauthorized in 2007, Congress directed FDA to take ad- 
ditional steps to ensure that public stakeholders would have adequate opportunity 
to provide input to any program enhancements. In addition to FDA receiving input 
from stakeholders during an initial public meeting in September 2010, Congress di- 
rected the Agency to meet with public stakeholders every month while conducting 
negotiations with regulated industry to hold discussions on their views about the 
reauthorization and hear their suggestions for changes to the MDUFA performance 
goals. We have been meeting with stakeholders, including representatives of patient 
and consumer groups, since January 2011. 

Since last January, we also have been holding discussions with regulated industry 
in an effort to develop a package of proposed recommendations for MDUFA reau- 
thorization. Upon completion of these negotiations and discussions, the public will 
have an opportunity to comment on these proposals prior to our submission of final 
MDUFA recommendations to Congress. 

As the MDUFA reauthorization process moves forward, it is important to under- 
stand and keep in mind the significant differences between FDA’s medical device 
premarket review programs — the 510(k) and PMA programs — and the Agency’s pro- 
gram for review of drugs under the Prescription Drug User Fee Act (PDUFA). 
PDUFA fees account for about two-thirds of the drug review program’s budget — 
nearly $568 million in fiscal year 2010 — while user fees under MDUFA fund only 
about 20 percent of the device review program. 

The structures of the user fee programs also differ in very significant ways. The 
fee for fiscal year 2012 associated with review of a New Drug Application (NDA) 
requiring clinical data is $1,841,500'^ — much greater than the $220,500 fee® 
charged for review in fiscal year 2012 of a PMA for high-risk medical devices (a 
business with gross receipts under $30 million qualifies for the “small business” 
PMA fee of about $55,000 — 75 percent less than the full fee). For lower-risk devices 
cleared under the 510(k) review program, the fees are even lower: $4,049 per 510(k) 
application review ($2,024 for small businesses). 

While we work with industry toward a reauthorization of medical device user fees 
in order to provide adequate and stable funding for the program, we also continue 
to move forward on CDRH program improvements, with a focus on smart regula- 
tion. As these new policies and processes continue to be implemented, we expect to 
see notable improvements in the consistency, transparency, and predictability of our 
premarket review programs. 

Smart Regulation’s Role in Assuring Patient Safety 

As we continue to look for ways to improve our ability to facilitate innovation and 
to speed safe and effective products to patients, we must not lose sight of the bene- 
fits of smart regulation to the medical device industry, to patients, and to society. 
Smart regulation of medical devices results in better, safer, more effective treat- 
ments as well as worldwide confidence in, and adoption of, the devices that industry 
produces. 

We at FDA see daily the kinds of problems that occur with medical devices that 
are poorly designed or manufactured, difficult to use, and/or insufficiently tested. 
We appreciate the concern that some devices come on the market in the EU before 
they do in the United States. While we want devices to be available to American 
patients as soon as possible, we believe that, consistent with U.S. law, they need 
to be both safe and effective. The U.S. system has served patients well by pre- 
venting devices from entering the U.S. market that were later shown to be unsafe 
or ineffective.® 

Some have suggested that the United States adopt the medical device regulatory 
system of the EU. Yet, outside the United States, pressure is growing toward great- 
er premarket scrutiny of medical devices. A recent report concluded that “[flor inno- 
vative high-risk devices the future EU Device Directive should move away from re- 
quiring clinical safety and “performance” data only to also require pre-market data 


’’See U.S. FDA, “Prescription Drug User Fee Rates for Fiscal Year 2012,” 76 Fed. Reg. 45,831- 
45,838 (Aug. 1, 2011), available at http: I lwww.gpo.gov I fdsysipkg IFR-2011-08-01 Ipdf 12011- 
m32.pdf 

®See U.S. FDA. “Medical Device User Fee Rates for Fiscal Year 2012,” 76 Fed. Reg. 45,826- 
45,831 (Aug. 11, 2011), available at http: I ! www.gpo.gov ! fdsys ! pkg I FR-2011-08-01 j html ! 2011- 
19335.htm. 

®See, e.g., D. Cohen and M. Billingsley, “Europeans Are Left to Their Own Devices,” British 
Medical Journal, 342:d2748 (2011), available at http:! / www.bmj.com I content j 342 j bmj.d2748. 
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that demonstrate “clinical efficacy,” and “[t]he device industry should be made 
aware of the growing importance of generating clinical evidence and the specific ex- 
pertise this requires. 

There are significant differences between the EU and U.S. medical device review 
systems. In the EU, manufacturers must demonstrate safety and performance, while 
in the United States the standard for approval is safety and effectiveness. In the 
EU, more than 70 private, nongovernmental entities called “Notified Bodies” review 
and approve devices by giving them a “CE mark.” These decisions are kept confiden- 
tial and not released to the public or to EU regulatory bodies. In fact, the EU does 
not have one centralized regulatory body. Instead, each country can designate an 
entity as a “Notified Body,” yet the decision of one Notified Body applies to all EU 
countries. 

Because of these factors, it is impossible to track medical device approvals, ad- 
verse events, or recalls in the EU, since there are few to no publicly accessible, cen- 
tralized systems for collecting and monitoring information about medical device ap- 
provals or safety problems. The use of Notified Bodies has been criticized as encour- 
aging “forum shopping” by sponsors to identify those Notified Bodies with the most 
lax operating standards, and the varying levels of expertise among Notified Bodies 
has been critiqued. 

In May 2011, the European Society of Cardiology (ESC) issued a “case for reform” 
of the European medical device regulatory system: that body’s recommendations in- 
cluded creating a unified regulatory system, imposing stronger clinical data require- 
ments, and requiring more accountability for notified bodies. The ESC cited exam- 
ples of several different cardiovascular technologies that were implanted in patients 
in the EU that were later proven to be unsafe and/or ineffective through clinical 
trials required under the U.S. system, and were subsequently removed from the Eu- 
ropean market. 

Also in May 2011, a series of feature articles was published in the British Medical 
Journal, criticizing the opacity of the European medical device regulatory system, 
and raising concerns about the regulation of high-risk devices and how well they 
are tested before coming on to the European market, Several of the featured arti- 
cles cited the FDA system’s transparency as helping physicians to make informed 
decisions about which devices to use and providing patients with access to informa- 
tion about the devices that will be used on them. 

FDA continues exploring ways to get medical products to patients with serious 
and life-threatening diseases or conditions faster, but lowering U.S.-approval stand- 
ards isn’t in the best interest of American patients, our health care system, or U.S. 
companies whose success relies on the American public’s confidence in their prod- 
ucts. According to the lOM, “FDA should be clear that its role in facilitating innova- 
tion in medical devices is to develop regulatory thresholds that are rigorous enough 
to satisfy the agency’s primary objective of ensuring that marketed devices will be 
safe and effective throughout their life cycles but realistic enough to permit timely 
entry of new devices into the market.” 

We are pleased that a U.S.-medical device industry trade association, AdvaMed, 
has stated that it supports maintaining our current rigorous standards of safety and 
effectiveness for marketing medical devices: “The medical technology industry has 


i*’ Belgian Health Care Knowledge Centre, “The Pre-market Clinical Evaluation of Innovative 
High-risk Medical Devices,” KCE Reports 158 (2011) at p. vii, available at http: ! t www.kce.fgov. 
be / index en. aspx ?S GREF=202G7 7. 

See “Recast of the Medical Devices Directives: Public Consultation,” available at http:! ! 

ec.europa.eu I consumers / sectors I medical-devices I files ! recast docs 2008 j public consultation 

en.pdf; European Commission, “Guidelines on Medical Devices: Clinical Evaluation: A Guide 

for Manufacturers and Notified Bodies” (Dec. 2009), at p. 4, available at http: j I ec.europa.eu j 

health / medical-devices / files ! meddev 12 7 Irev 3 en.pdf. 

12 See “Clinical evaluation of cardiovascular devices: principles, problems, and proposals for 
European regulatory reform” Fraser, et al., European Heart Journal, May 2011. 

i2“The Truth About Medical Devices,” British Medical Journal, vol. 342. at pp. 1115-30 (May 
21, 2011), available at http:/ / www.bmj.com I content 1342 / 7807 IFeature.full.pdf (Deborah 
Cohen, “Out of Joint: The Story of the ASR,” British Medical Journal 2011; 342:d2905; Deborah 
Cohen and Matthew Billingsley, “Medical Devices: European Patients Are Left to Their Own De- 
vices,” British Medical Journal 2011; 342:d2748); see also Fiona Godlee, “Editorial: The Trouble 
With Medical Devices.” British Medical Journal” 2011; 342:d3123, available at http:/ j 
www.bmj.com I content / 342 / bmj.d3123.full; Carl Heneghan et al., “Medical-Device Recalls in the 
UK and the Device-Regulation Process: Retrospective Review of Safety Notices and Alerts,” 
BMJOpen (May 2011), available at http: II hmjopen.bmj.com / content /early / 2011 1 05 j 12 j 
bmjopen-201 1 -000155.fuU.pdf. 

Institute of Medicine, “Medical Devices and the Public’s Health: The FDA 510(k) Clearance 
Process at 35 Years” (2011), at p. 197, available at http: // books.rmp.edu / openbook.php?record_ 
id=13150. 
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long recognized that a strong and well-functioning FDA is vital to maintaining 
America’s pre-eminence in medical technology innovation, and we support the cur- 
rent regulatory framework in the United States.” 

CONCLUSION 

Over the course of the last 2 years, CDRH has been working, with extensive 
stakeholder input, to take concrete actions toward creating a culture change toward 
greater transparency, interaction, collaboration, and the appropriate balancing of 
benefits and risks; ensuring predictable and consistent recommendations, decision- 
making, and application of the least-burdensome principle; and implementing effi- 
cient processes and use of resources. These actions — geared toward a system of 
smart regulation — have already started to have a measurable, positive impact on 
our premarket programs, and we fully expect that positive trend to continue as we 
proceed to implement the improvements we have committed to make. 

MDUFA II is scheduled to expire on September 30, 2012, and FDA is ready to 
work with you to ensure timely reauthorization of this critical program. If we are 
to sustain and build on our record of accomplishment, it is critical that the MDUFA 
reauthorization occurs seamlessly, without any gap between the expiration of the 
old law and the enactment of MDUFA III. 

Mr. Chairman and members of the committee, I share your goal of smart, stream- 
lined regulatory programs. Thank you for your commitment to the mission of FDA, 
and the continued success of our medical device program, which helps to ensure that 
patients and practitioners have access to safe and effective innovative medical tech- 
nologies on a daily basis. I am happy to answer questions you may have. 

The Chairman. Thank you very much, Dr. Shuren. 

I had reserved some time for the Ranking Member to make an 
opening statement, but, we’ll hold that. I will begin a round of 5 
minute questions, in the order of appearance. 

Dr. Shuren, I’ve heard a lot of comparisons between FDA’s re- 
view times for devices here to those in Europe. Some are touting 
the EU’s system as one we should emulate; others express concern 
about the fact that in the EU, unlike in the United States, manu- 
facturers do not have to demonstrate that their products are effec- 
tive. Can you talk about the implication of that difference in our 
approval standards? 

Dr. Shuren. It’s a very critical difference in our approval stand- 
ards. As you mentioned in Europe, unlike in the United States, you 
don’t have to show that your device is effective — that, in fact, it 
really has benefit to patients. 

And, on top of it, that it is a system that is not transparent. The 
public does not know the basis for approvals, they don’t even know 
about adverse events, unlike in the United States where we make 
that information available to the public, and the decisions to ap- 
prove are made by private companies that are paid for by industry. 
In fact, there are over 70 of them, and concerns have been raised 
about inconsistent oversight, non-uniform expertise amongst those 
over 70 different companies, and form shopping from the manufac- 
turers to those particular companies. In fact, the same kind of de- 
vice could be reviewed by two different notified bodies, and they 
could ask for different kinds of information in both cases. 

We think the implications are huge — that we should not be ex- 
posing patients to devices that we don’t know if they’re effective. 
We think the U.S. standard is the right standard, but what we 
need to do is to assure that there is timely access to devices that 
are, in fact, safe and effective, and the steps we’re taking are trying 
to get there. 


Advanced Medical Technology Association (AdvaMed), “AdvaMed Statement on the House 
Energy and Commerce Subcommittee Hearing on FDA Device Regulation” (July 20, 2011). 
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In fact, there have been a number of devices that have come on 
the market in Europe that later have been shown to be unsafe or 
ineffective. Many times when they are doing studies in support of 
approval in the United States, we’re talking about heart valves, 
drug alluding stents, breast implants, device to detect breast can- 
cer, device to monitor glucose, implanted wireless heart monitor, 
elbow implants, abdominal aortic stents. 

In fact, if you have ballooning enlargement of the large blood ves- 
sel in your abdomen, what you want to do is you put in a stent, 
a tube, so that the blood goes through that tube rather against the 
weakened walls of the artery which puts you at risk for rupture. 

In the EU, those devices have come on the market first, since at 
least the late 1990s. And yet, nine of those devices which didn’t 
come to the United States, came on the market in the EU, and sub- 
sequently came off the market because they were found to be un- 
safe, and we don’t think that’s in the best interest of patients. We 
don’t think that’s ultimately in the best interest of industry. 

The Chairman. What are the weaknesses in your current 
postmarket authority? What, if any, additional authorities do you 
need to better track the safety of marketed devices? I sort of re- 
ferred to that in my opening statement. 

Dr. Shuren. This is a question that was also put to us by the 
Institute of Medicine which recommended that we take a look back 
at our postmarket authorities. We are due to put out a response 
to their recommendations and that’s currently going through ad- 
ministration clearance. So, it is an answer that we hope to get back 
to the committee very shortly. 

One of the issues we, ourselves, put on the table is about predi- 
cates, and are there circumstances where a device that’s currently 
on the market should no longer be available for use as a predicate. 
That is a recommendation that we also plan to respond to as part 
of our answer to the lOM report. 

The Chairman. Actually, why — this is something I don’t think 
very many people know — why aren’t all implantable devices, things 
that go in your body, why aren’t they considered high-risk and reg- 
ulated as class III devices for which premarket approvals are re- 
quired? How is it that implants like the metal hip implants, and 
I have a whole number of others over the last several years that 
have been done here — ^bladder sling, surgical mesh, that type of 
thing — how is it they get evaluated through the 510(k) process, I 
mean things that are implanted in your body? 

Dr. Shuren. In some cases, it does make sense for an 
implantable device to be considered under 510(k), if it truly is mod- 
erate risk. And sometimes, we know that upfront. Sometimes we 
learn over time about that risk and we realize that, in fact, what 
was previously a high-risk device, we make a low-risk device, and 
we change that. Our law is based upon taking risk into consider- 
ation in terms of applying what our requirements are, and we take 
that very seriously. 

But you raise a very good case with the metal-on-metal hips. 
Those are devices, right now, that we have brought to an advisory 
panel to look at whether or not we should actually keep them in 
a class III, and we should put them on a premarket approval. 
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In fact, in our efforts to not only apply risk, we also look to apply 
the least burdensome principle. I will tell you, we have done that 
inconsistently, and we’re taking a number of steps to address that. 

But, in one of those cases, for the metal-on-metal hips, and this 
was the Depuy device, we, under the least burdensome principle, 
decided — you know what — we’re not going to ask for clinical data 
in this case. And it turns out these are always tradeoffs and judg- 
ment calls as we try to figure out what the least justified burden 
is to impose on the company — that’s a scientific decision — and 
sometimes we slide to a place, and it turns out not to have been 
the right call, and in the case of that particular hip, there were 
failures that we might have detected if we had asked for other 
kinds of information. 

The Chairman. I have a couple of followups. My time has run 
out. I’ll do that in the next round. 

Senator Burr. 


Statement of Senator Burr 

Senator Burr. Thank you, Mr. Chairman. Dr. Shuren, thank you 
for being here. I’m sorry I missed part of your testimony, but I read 
the written part. 

Let me ask you, why did it take 2 V 2 years to put all these new 
proposals on the table that you highlight will speed up the process? 

Dr. Shuren. Actually, it didn’t take us 2V2 years to put them on 
the table. I will tell you, when I came in late 2009, and having 
heard concerns about the program, the very first thing I said, the 
best way to address this is let’s assess it because we had industry 
saying that the program was not sufficiently predictable, con- 
sistent, transparent. It was stifling innovation and driving jobs 
overseas. But we were hearing from some of the consumer groups, 
third party payors, some of the healthcare professionals, that, in 
particular, the 510(k) program was letting unsafe devices on the 
market and not providing good enough information to make well 
informed treatment and diagnostic decisions. 

My own staff had concerns that the current instantiations of 
those programs were not well-suited to some of the new tech- 
nologies. 

Senator Burr. We’re 2 V 2 years down the road since then, and 
now, I don’t want to cut you short, now your testimony is — we have 
all these things that we’re just putting in place, and they’re going 
to solve a lot of the questions that have been raised. 

Let me read you your quote, tell me if it’s accurate. 

“Ninety-five percent of more than the 4,000 medical device 
applications subject to user fees that FDA reviews every year 
are reviewed within the goals that were agreed to by the med- 
ical device industry under medical device user fees amendment 
2007.” 

Is that an accurate statement? 

Dr. Shuren. Yes, for the user fee goals. But I will tell you, in 
spite of that, no one’s happy with the program because quite frank- 
ly, we’re seeing that the total times are going up; so, while our 
times have gotten better since the start of that program, the total 
times aren’t there, and so industry’s unhappy, we’re unhappy. 
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Senator Burr. Let me tell you why some of the unhappiness ex- 
ists because that statement, one, is misleading. It’s misleading, 
first, because the FDA has not reported 510(k) performance data 
beyond 2009, second, the device center has failed to achieve 55 per- 
cent of its user fee performance goals, and third, user fee perform- 
ance goals are based on a metric called FDA days. FDA days ac- 
crue when FDA, not the manufacturers working on an application 
to reduce FDA days, FDA can offload the work onto manufacturers. 

Let me just ask you simply, would you be in favor of going to cal- 
endar days? I think this would bring transparency and clarity, and 
better understanding of communications. 

Dr. Shuren. Sir, in terms of days, let me say for the FDA days, 
that’s what we agreed to with industry, and actually was the deal 
then supported by Congress, and we’ve been following that and re- 
porting on what we agreed to. But as part of our user fee reauthor- 
ization discussions now, let me premise by saying we’ve got ground 
rules in place, so please understand when there are limited things 
I can say about it, but I can talk about what’s out there publicly. 

We’ve been talking about changing those goals to total time. Now 
that means that there are things you’re going to have to expect 
from FDA — we’re responsible for part of that time, industry is re- 
sponsible for the other part of the times. Part of those discus- 
sions — 

Senator Burr. Maybe I was unclear in my question. My question 
was simply this, would you be in favor of switching to calendar 
days from FDA days? 

Dr. Shuren. If we’re talking about total time? By calendar days, 
you mean calendar days where it’s just with FDA? 

Senator Burr. Clock starts — doesn’t get restarted, it continues to 
tick. 

Dr. Shuren. Oh, we’re talking about the same thing, total days. 

Senator Burr. OK. 

Dr. Shuren. So, that’s what we’re talking about as a part of user 
fee reauthorization. 

Senator Burr. How do you explain the fact that since 2007, the 
original PMAs — the length of time that it takes to get processed 
has gone up 75 percent, to 27.1 months? The average number of 
months for clearance of a 510(k) since the 2003-7 period has gone 
up 43 percent, to 4% months’ clearance. Tell me where the compa- 
nies, based upon their user fees, were benefited in this process? 

Dr. Shuren. Yes, so first, in terms of — I’m not going to quibble 
over times, we may have disagreements. But, first of all, the prob- 
lems — 

Senator Burr. Tell me where I’m wrong. 

Dr. Shuren. The problem started 

Senator Burr. No, tell me where I’m wrong, don’t just say I dis- 
agree, show me where my information is inaccurate. 

Dr. Shuren. Oh, for the timeframes? Yes, some of the time- 
frames are off in terms of the increases. But I would say, so what? 
So what? We all agree that times are going up, that’s the impor- 
tant thing. And if you look at what’s been going on, it started in 
2002. 

Senator Burr. So, what’s the answer to it, user fees? Increased 
user fees would eliminate this? 
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Dr. Shuren. What’s that? If you just throw money at it, you 
won’t solve it. You need to do three things. We need to make im- 
provements to the program — that’s what we’ve been doing over the 
course of 2011. We do need to work with industry, and we’re doing 
that right now with their representatives on assuring we’re getting 
quality submissions. 

We’re working on criteria for when we would not accept an appli- 
cation. It’s exactly what the drug program does right now, and in 
fact, in a report we just put out on performance in the drug pro- 
gram, where we’re now getting new tech, new device, new drugs, 
rather, on the market fairly quickly, one of the driving forces was 
the fact that companies are submitting higher quality submissions. 
We get it done faster. 

And the third part to it is we need to have the adequate re- 
sources to get the job done. If you just throw money at this, you 
won’t solve it. But, if we don’t have the adequate resources to get 
it done, we will fail, and ultimately, industry will fail, and that’s 
why we moved forward on these assessments, which we wrapped 
up in 2010. It involved lots of input from the outside. In fact, not 
only did industry ask, but many Members of Congress came back 
to us and said, please don’t rush to judgment — make sure you get 
lots of input. 

We tried to push forward quickly because we knew changes need- 
ed to be made. But we got from the Hill and from industry, don’t 
do anything until everyone’s had enough opportunity to weigh in. 
Then, we start in 2011 actually implementing, and now people are 
upset we’re not moving fast enough. 

And, as it is, as a Federal agency, quite frankly, we get public 
comment on our policies. Now, that’s good because we get lots of 
input, but it takes time. I mean, we live in a fishbowl. If a company 
were to try to make changes, and do it in a public process, they’d 
never get anything done. This adds time to what we’re doing, and 
already, though, we’re starting to see some things change. 

Let me show you something on 510(k), because you asked about 
it, if I could actually get chart six. I’d mentioned the problems here 
actually started in 2002. It’s when we started seeing the first indi- 
cators where there was going to be reduced performance, and 
510(k) started to actually increase in total time around 2004. 

This shows the number of 510(k)’s that are still outstanding at 
the end of the year. You can think about it as a backlog. We’re 
looking from 2005 — steady increase, year after year after year. But, 
now, finally, in 2011, as we’re starting to make some changes, that 
backlog is coming down. 

If I can take the slide seven, what you’ll see here is the percent 
of 510(k)’s that we make the decision to allow on the market. We 
call that clearing the device, and you’ll see, again, back up, this is 
now with 2004, look at the top line, the percents in clearances is 
88, it’s just steadily coming down — ^year after year, 2011 — the first 
time that number is starting to go up. 

Now, these are early indicators. We still have a long way to go. 
But much of the actions we’re taking are still out there, draft poli- 
cies for comment or draft process changes that are out for com- 
ment — that, in the coming months will be finalized and imple- 
mented, and yes, I do think, that we’ll have a positive impact. 
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Senator Burr. Chairman, you’ve been very accommodating, and 
I’ll look forward to the next round. 

The Chairman. Thank you very much. Senator Burr. 

Senator Franken. 

Senator Franken. Thank you, Mr. Chairman. 

The Chairman. I just want to say in order — Senator Franken, 
Senator Casey, Senator Merkley, Senator Bennet. 

Statement of Senator Franken 

Senator Franken. Thank you, and thank you. Dr. Shuren, for 
being here, and I appreciate the conversations that we’ve had, and 
I appreciate your going out to Minnesota. I understand you’re going 
out again soon. 

Dr. Shuren. Yes, that’s correct. 

Senator Franken. I think we’d all agree that patient safety is a 
priority of Congress and the priority of the FDA, and it’s my job, 
and the job of the HELP Committee, to help you to protect patient 
safety to the best of our ability. As the Chairman said, there are 
different perspectives on all of this. 

I’ve spent many hours talking with patients across Minnesota, 
and they tell me that they want access to the newest treatments 
for their conditions, but too often, these devices haven’t been ap- 
proved. When I talk to medical device manufacturers in Minnesota, 
they tell me they’re frustrated that they are developing innovative 
devices, but they can’t get them to patients because the FDA hasn’t 
approved them. 

That’s why earlier today, I introduced the Patient Access to Med- 
ical Innovation Act with my colleague. Senator Alexander. This leg- 
islation will get devices to the market faster and more safely, I be- 
lieve, by allowing the FDA to consult with experts. It will also re- 
ward companies for developing devices for patients with rare condi- 
tions. 

I believe this bill is a step toward making the process more effi- 
cient, and part of this is talking about what some consider — a lot 
of groups consider — the overly restrictive conflict of interest rules 
that exist in terms of the experts who have been in the industry — 
and you’ve talked in your testimony about the attrition that you’ve 
had at the top of experts, and so, that’s what my legislation ad- 
dresses, in part. 

When Commissioner Hamburg testified here in July, she ex- 
pressed an openness to working with us on this issue in committee, 
would you be willing to work with us as well? 

Dr. Shuren. Yes, absolutely. We consider having access to the 
right experts to be critical, and so. I’m very happy to explore the 
issue with you. I’ll add it’s one of the reasons why we’re setting up 
a network of experts. 

Just a few weeks ago, we put out standard operating procedures 
for working with healthcare professional societies, scientific organi- 
zations, to be able to tap into their networks that when we are 
dealing with challenging scientific questions, that we can rapidly 
identify who are the experts in the field, kind of supplement who 
the industry may be bringing in with experts and experts we may 
already have, so that we get a full discussion, we get the right peo- 
ple at the table to help us address those tough questions. 
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Senator Franken. I really appreciate your working with Dale 
Wahlstrom in Minnesota, in talking about creating a center for 
studying regulatory science because that’s really what we’re talking 
about here. 

Dr. Shuren. That is very fair to say. 

Senator Franken. OK. I just want to get into the 510(k) pro- 
posals that the lOM made, and I think you and I are in basic 
agreement on things that we didn’t like about it. Can you talk a 
little bit, though, about the things you did, like including 
postmarket surveillance and that kind of thing, and what you 
didn’t. 

Dr. Shuren. I’m a little ham-strung at the moment. 

Senator Franken. OK. 

Dr. Shuren. As our response to the report is currently in admin- 
istration clearance. But what I can say is, the lOM engaged in a 
thoughtful report. There’s a lot of things in there, and to their cred- 
it, they also tried to look at a number of issues beyond just 510(k) 
at things that might affect the program like postmarket. They 
looked at software, and I think in the debate, while there was one 
key recommendation on 510(k) program where we felt, no, we 
shouldn’t get rid of the program in its entirety. There are many 
parts to that report that really merit a good and thorough con- 
versation, and in our response, we’ll kind of come back with what 
our perspective is on all of the recommendations that the Institute 
of Medicine made. 

Senator Franken. I look forward to seeing that, and, in fact, you 
said, “FDA believes that 510(k) process should not be eliminated.” 
That’s pretty, pretty clear. 

Dr. Shuren. And I stand behind that. 

Senator Franken. Thank you, Mr. Chairman. 

The Chairman. We’ll have another round. Thank you very much. 
Senator Franken. 

Senator Casey. 


Statement of Senator Casey 

Senator Casey. Doctor, thanks so much for your testimony and 
for your public service. These are hard issues. 

I wanted to ask you about, a kind of basic workforce issue. I’ll 
start with a kind of a fundamental question about what some of 
the data has shown. Isn’t it true that the data shows that the turn- 
over rate is much higher for medical device reviewers than drug re- 
viewers — is that correct? 

Dr. Shuren. That’s correct. It’s about double, and in fact, our 
drug and biological centers had this same problem many years ago, 
and same reasons — too much workload for the staff, not enough 
management oversight. In fact, for our premarket approval offices, 
the ratio of front-line managers to staff in some cases, are as high 
as 1:27, which is untenable, and they finally solved that through 
user fee discussions, and the drug industry, who, 10 years ago was 
not happy with the program rolling into PDUFA III, much like 
we’re rolling into MDUFA III, and they finally said, “You know 
what, we’re not happy with performance, but we recognize if we’re 
going to address a lot of these problems, we have to make sure that 
you are sufficiently funded to get it done,” and with us, some of 
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these problems with high turnover, we’re not going to solve if we 
don’t have enough people to do the work, and enough managers to 
assure that we have good adult supervision. 

Senator Casey. That leads me to a question — I would like to 
know what direction you are heading in, and what FDA is doing 
to make an investment in its reviewers? How do you deal with this 
basic problem of high turnover? 

Dr. Shuren. One step is to make sure we provide them with 
good training opportunities, and to make the processes as stream- 
lined as possible. 

Let me tell you about training. One of the things I encountered 
when I came to CDRH is that we had no standardized training pro- 
gram for our new reviewers. So we have now instituted and just 
launched in September a reviewer certification program where all 
new reviewers will go through standardized courses, and they go 
through oversight of the applications that they’re reviewing. We’re 
going to audit that, see if it works, and from there, think about ex- 
panding it, if appropriate, to some of the other reviewers as well. 

We’re also getting ready to launch what we call an experiential 
learning program. We think one of the ways to help keep us on top 
of new technologies is to get us out of the FDA to actually get our 
reviewers, get our managers to go out to manufacture facilities, see 
the new technologies that are being developed, go out to healthcare 
facilities, see the technologies in real world use. 

Right now, we’ve tried it on more of a pilot basis and we’ve got- 
ten very good feedback. It is my hope as we mentioned with re- 
sources, that we’ll also have not only enough people to get, do the 
work in a timely manner, but also that our people can also take 
time off to go get this training. Because one of the challenges my 
staff face everyday is a gallon workload and they’re getting judged 
on the workload and they’re moving the workload at the same time. 
We’d like them to leave the workload for a little bit of time, and 
get out of the office, and get that training, and that means we need 
enough people to both move the freight, if you will, and to let peo- 
ple take the time off to get such critical training. 

Senator Casey. I have a related question. In some fields such as 
healthcare, there is a lot of turnover and often it’s a burnout factor. 
Along those same lines you just described, what are you doing 
about recruiting and staff retaining? Because sometimes you’re 
going to have a problem with both. Your recruiting can go well, 
they get in the door, but you can’t retain them. In other cases, it’s 
the opposite or sometimes a combination of both. What are you 
doing about that? Have you already answered that or is there 
something additional you’d like to add to that? 

Dr. Shuren. The critical issue here comes down to funding. I will 
tell you right now for one of my offices, premarket office, it takes 
about three people to bring on board to actually get a net gain of 
one person because of the turnover rate, and in some cases, I can’t 
really pay for people, for some of the top-notch people to come out 
from the private sector, to come to the FDA and stay at the FDA. 
It’s one of the issues they also addressed in the drugs program. 

Right now, it’s on the table that we’re talking about as a part of 
user fee reauthorization. But, I really would like that ability to be 
able to pay some of these very highly talented people to stay in 
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their jobs rather than leaving. In fact, right now, almost half of my 
reviewers have 4 years or less of experience, and from my front- 
line managers, more than half, a little over half, have only 3 years 
or less experience, and that turnover — oh, I was saying that almost 
half of my reviewers have 4 years or less experience because they 
wind up leaving. And from my front-line managers, little over half 
have about 3 years of experience or less. And we know even from 
industry that these disruptions and new people coming through 
disrupts the review that’s going on. 

At the same token, I can do all the training in the world, but if 
these people are leaving. I’ve lost that, if you will, that investment. 
It’s one of the challenges I have on least burdensome principle, 
which, by the way. I’m very committed to. I mean, to me, I consider 
that good government, that you’re looking at what is the least justi- 
fied burden that you impose. But, if I’m constantly dealing with 
new people, it’s much harder to get them up to speed on what the 
expectations are when we apply that principle, and I think if we 
can break this cycle, we’ll win. 

It’s one of the reasons why, and I empathize with industry, by 
the way — they are paying more money, they’re not seeing the kind 
of performance they want to see. But quite frankly, what we never 
tackled is making sure we have enough resources, not only to han- 
dle the workload, but to actually get over this hump of too much 
workload for the individual people, and not having enough man- 
agers. And if we can break that cycle, then we will have a program 
where people stay, they get trained up, they stay. We have enough 
people to do the work. We make the other program improvements 
in policies and processes, then we have a top-notch medical device 
program. 

And last, and let me say, I am not trying to put down my staff. 
They are amazing. I have very talented people, but I don’t think 
we’ve quite served them well in making sure they have the tools 
available, the oversight available, and the opportunities available 
where they can really thrive and have a good work place. 

Senator Casey. We’ve heard a lot about this in Pennsylvania, so 
I appreciate your answers. Thank you. 

The Chairman. Thank you. Senator Casey. 

Senator Bennet. 

Statement of Senator Bennet 

Senator Bennet. Thank you. And just to pick up where Senator 
Casey left off, we’ve heard a lot about this in Colorado, too, and my 
understanding. Dr. Shuren, is that, actually, you even lose people 
to other parts of the agency where people are able to compensate 
better than the device section. 

Dr. Shuren. That’s correct. 

Senator Bennet. I want to thank you for all the time you’ve 
spent with me, and in Colorado as well. I deeply appreciate it, and 
as you know. Senator Burr and I on the committee introduced med- 
ical device legislation, along with Senator Klobuchar. And we hope 
to make headway here on the HELP Committee, Mr. Chairman, on 
this legislation. 

A lot of the bill stem from the idea that FDA should not make 
approval longer or more costly than is necessary to meet the statu- 
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tory standard of reasonable assurance of safety and effectiveness. 
I certainly think a pragmatic approach like this makes sense. And 
it seems the FDA has acknowledged this need for pragmatism as 
well. I’m referring to the least burdensome guidance document 
from 1997, and you just raised that concept in the context of train- 
ing. So, I’d like to hear you a little bit more on this least burden- 
some concept. How important is it to the agency. Is it a priority for 
you? And in addition to the training that you just talked about, be- 
cause I don’t want you to have to repeat yourself, how can FDA 
better apply this concept? 

Dr. Shuren. So, it is important for me, and it’s something that 
I, personally, am committed to. In fact, over this summer, I sent 
out a central-wide email reaffirming our commitment to the least 
burdensome principle. 

In fact, for folks who may be interested, that report I mentioned 
from about a month ago — and there’s no new activities in here — 
it’s encapsulating things that we talked about beforehand, but 
what we put on our Web site is an attempt to link all the different 
actions together that we’re taking while we’re taking them. And 
you will see in there, in our top three objectives, one of them actu- 
ally pertains to least burdensome principle. And along with it, even 
a chart that lays out everything we’re doing. If we put something 
out, we actually provide the link to that information. If not, we give 
a timeframe for when we think it’s going to come out. 

For least burdensome, one of the things we’ve been doing as a 
change is, first of all, in our guidance documents — try to more and 
more, in the guidance documents, themselves, apply the least bur- 
densome principle as opposed to just say something in front as a 
boilerplate. It’s really critical we put that in the guidance them- 
selves, and we’ve done several of those over the past year, so it’s 
very clear for our staff, and it’s also very clear for industry. 

The other is assuring that when we’re making decisions, and 
we’re going to, if you will, ask for something more, or something 
different, that that decision is being made at the right level of man- 
agement. Too often, that decision was being made at the reviewer 
level. So, we have now put out a change in our standard operating 
procedures saying for these kinds of decisions, they’ve got to be 
made at this level. And, again, another check is to make sure that 
we are applying the least burdensome principle. 

In fact, a few months ago, we created a center science council 
comprised of our senior leadership. It includes myself and experi- 
enced scientists who now oversee those programs, again, for science 
programs for ensuring consistency, predictability and application of 
the least burdensome principle. Some of the most important sci- 
entific questions are coming up there. And I will tell you that in 
some cases, we’ve actually come back to say, we’re going to do 
something different than what was recommended. In part, it’s an 
application of the least burdensome principle. 

Senator Bennet. I want to thank Senator Burr for his help on 
this, and also say how much I’m looking forward to working with 
the agency to try to get this done. 

In your testimony, you cited some statistics about venture capital 
investing, and seemed to be suggesting U.S. -venture capital invest- 
ment medical devices is healthy. I want to call your attention to 
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a recent survey of life sciences, VC investors by MVCA, which 
found that our venture capital companies are deciding to use their 
dollars to invest overseas in places like Europe and China rather 
than here because of their lack of confidence in our regulatory sys- 
tem. 

I want to mention the importance of first-time funding statistics. 
It’s the measure of how many new technologies are being taken di- 
rectly from the lab and to development, that first-time funding is 
down. That means in the future, there will be fewer technologies 
advancing toward the market at all stages of the pipeline. Accord- 
ing to the Pricewaterhouse MoneyTree Report, first-time fundings 
of medical device companies fell more than 60 percent from 2008 
to 2010, and total medical device VC investment fell by more than 
$1 billion during that same time period. So, in light of that data. 
I’d be interested to know whether you think we ought to be worried 
about those trends. 

I’ll say that I’m worried about it for two reasons. One is that, I 
actually don’t think there’s a place where it’s about balancing safe- 
ty and innovation. Actually, we need the innovation for the sake of 
our patients, which is my principal concern. The other is in States 
all across the country, Minnesota’s one, Colorado’s one; we really 
see much of our economic future in the development of these inno- 
vations. And so, that’s why you’re hearing from the two of us and 
others about this. And I want to make sure that we’ve got an eco- 
system in this country where venture capital is being invested 
here, and not going to Asia instead out of frustration. Do you want 
to respond to any of that? 

Dr. Shuren. Yes, I want to see the venture capital dollars flow- 
ing here in the United States as well. I’ll tell you, one of the things 
I heard from the VC community, and quite frankly. I’ve been 
spending a lot of time traveling around the country. Rather than 
expecting people to come to Washington, DC, I’ve been going out 
there, and I’ve been out to Colorado 

Senator Rennet. And I can vouch for that. 

Dr. Shuren [continuing]. Minnesota. Many times, been to North 
Carolina, and all of this is to really hear from people directly. 
We’ve held town hall meetings where anyone from the public can 
come. 

One of the things the venture capitalists have said is, where 
they’d like to have the ability to start clinical trials in the United 
States earlier. And the reason is, a company will bring their device 
to a group of doctors. They’ll do some testing, and when they come 
back to do more testing, they go back to the same group of doctors 
because those are the doctors who have experience with the device. 

So, these early tests, they’re called early feasibility tests — are so 
important. That’s why just last week, we put out a new policy on 
these early feasibility, and in some cases, first in-human studies, 
that would allow them to start in the United States earlier in the 
device development pathway than has occurred previously. And to 
allow companies to make changes to that device without nec- 
essarily first having to come back to FDA. Because as you know, 
with a device, the early prototype is not the one that’s going to 
eventually be sold on the market. They test it, they learn from it, 
they make changes. We’re trying to create a more rapid innovation 
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cycle here in the United States. And we think if we do that, that 
hecomes a greater incentive for the VC community to invest here, 
and I think that is good for small companies who are really putting 
up and developing these new technologies. 

Senator Bennet. Thank you, and thank you, Mr. Chairman, for 
your indulgence. 

The Chairman. Senator Mikulski. 

Statement oe Senator Mikulski 

Senator Mikulski. Good afternoon. Dr. Shuren. I’m glad to see 
you and to welcome you to the committee. I want you and the peo- 
ple who work at the FDA — the several thousand, almost 7,000, who 
work at FDA in food, prescription drugs, and medical devices — to 
know how proud we are of the job they do every day. The fact that 
we are as safe as we are in regard to our food, drugs and medical 
devices says something must be working. But I think we all agree 
it must work better. 

I want to go to the personnel issues and rapid turnover raised 
by Senator Casey. What is the reason for the rapid turnover? Is it 
all money? Or is it also the fact that Federal employees — in par- 
ticular, FDA employees — have often been the subject of a sus- 
tained, relentless, and persistent demonization as “pointed-headed 
PhDs” “Pointed-headed bureaucrats — technocrats?” Maybe I’m 
wrong. 

People come to FDA because they want to make a difference. 
Why then, don’t those same people stay in their jobs when every 
day FDA is actually making a difference? 

Dr. Shuren. You’re spot on. First off, we did an organizational 
assessment of CDRH in 2010, and found that the commitment to 
the mission is actually off the charts. Over 90 percent of my staff, 
committed to the mission, were willing to put in extra time, which 
is beyond what you see in most industries. 

But at the same time, morale is hurting. And the No. 1 thing I 
hear — I just had one of my office directors back in my office again 
a few days ago — was this issue of demonizing. That, for so long, all 
they have heard from the device industry, all they’ve heard, and I 
really do not mean this as a negative comment, but from many col- 
leagues here on Capitol Hill, much has been focused on what’s 
wrong. And my people everyday are working hard, and if all they 
hear is, “you’re doing a bad job, there’s something wrong with you,” 
that kills morale. 

In fact, it is really hurting my ability to try to drive change at 
the FDA. It’s one of the reasons, as Senator Franken mentioned. 
Dale Wahlstrom at LifeScience Alley, he and I have been talking 
about — how do we change that dialog? Because if we don’t do that, 
if we don’t change the atmosphere, if our people actually don’t hear 
about when they’re doing things right — if the things we’re doing 
I’m talking about today makes sense, my folks need to hear that. 
Because, otherwise, we won’t be able to make those changes, we 
won’t change the morale issue, and we’ll continue to lose people. 
I’ve got to fix the morale, and we will have to have the people to 
reduce that workload, and also make sure I’ve got the managers. 

Senator Mikulski. Well, first of all, I am also deeply troubled by 
the demonization. It has shifted focus away from the regulatory 
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process and the lOM report. In other words, the focus is on demoni- 
zation rather than acquisition of valid information from either in- 
dustry or learned societies through debate, discussion, and ulti- 
mately problem-solving. 

But let’s also talk about the issue of money. Does the talk about 
2-year pay freezes and other monetary proposals being directed at 
Federal employees also exacerbate the discontent? 

Dr. Shuren. I think it’s a contributor. I mean, on the flip side, 
though, quite frankly, everyone knows the tough straits we’re in as 
a country. There are people without jobs today, there are people 
who can’t find work. And my people get that, they really get that. 

Senator Mikulski. We’re facing a joint committee report. If the 
joint committee fails to act, or we fail to adopt the joint committee 
recommendation, we will go to a sequester. The sequester, though 
not until next July, would mandate what I believe is an 8.5 percent 
across the board cut. 

What would the impact be on your operation in light of such a 
cut — the literal functionality of it — regardless of how well, able and 
bi-partisan our MDUFA reauthorization is? What would the impact 
be on you? I’m not asking about which three jobs you’d need to lay 
off. But, instead I’m asking what you think the impact would be 
on your ability to recruit and retain during this year, facing both 
a sequester and the current demonizing? 

Because first, there’s the specter of demonization, which I think 
is just wrong. I just think it’s wrong. Quite frankly, it’s unbecoming 
for an American democracy to not recognize that we need an inde- 
pendent civil service. One of the hallmarks of great democracies is 
that they all have an independent civil service. Regardless of who 
is in charge, independent civil service serves the Nation. 

Then, there’s also the fact that there’s the sequester. What would 
the impact of both of these concerns be on morale and recruitment 
and retention? 

Dr. Shuren. It would have significant adverse impact. I mean, 
our program, first off, unlike the drug program, is predominantly 
dependent upon congressional appropriations, that is where we get 
most of our money. And a big cut means that, not only are we at 
risk of losing people, but people know that the workload goes up, 
so the work environment deteriorates. We won’t be able to, then, 
bring in people to handle that workload. I won’t be able to keep my 
good people there, the first people who leave, and, ultimately, the 
program spirals downward. 

Senator Mikulski. I know my time is up. Let me just say this. 
First of all. I’m so glad to hear you want to go out and meet with 
those who are working on innovations in technology and manufac- 
turing. The reason so many of us are here today is that those types 
of industries create great jobs in our States. People working in my 
medical device community are so excited that they’re actually 
building a product that saves or improves lives. 

And their work creates an export product, so they’re excited 
about that too. We’ve got to work together on this issue. This is 
really, truly an opportunity for jobs, innovation, and exports. I 
think what we need is to value our civil servants, and let them 
know they can count on us. If we do that, then we can count on 
them as we go through this process. 
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On behalf of myself and Senator Cardin, I would like to thank 
our employees at FDA. We’re really proud of you. We’ve got a lot 
of reform ahead and a lot of self-reflection to do. But I think self- 
reflection starts up here in the Senate as well. 

The Chairman. Thank you, Senator Mikulski. 

Senator Blumenthal. 

Statement of Senator Blumenthal 

Senator Blumenthal. Thank you, Mr. Chairman. I want to join 
Senator Mikulski in two points that she made so well. The first is 
that the folks at the FDA, the people who work so hard and well 
are really doing an enormous public service for the American peo- 
ple. And probably, their only fault, and it’s not their fault, is there 
should be more of them to do the work that’s required. 

And second, that demonization never makes sense in a democ- 
racy, by definition, it makes no sense because to demonize is, es- 
sentially, to shift the blame and focus it unfairly. 

But, I want to raise a more philosophical question which comes 
to me from my work at the State level where we have agencies that 
are funded in whole or in part by the industries that they are sup- 
posed to regulate. And, in terms of public credibility, and long- 
range outlook, I realize it may not be an issue for this reauthoriza- 
tion. Aren’t we doing a disservice to the FDA by making it as de- 
pendent as it is on funding from the industries, not just device in- 
dustry but pharmaceutical and others, that it is supposed to regu- 
late? 

Dr. Shuren. It’s an important philosophical question. I also look 
at it, though, as a pragmatist. I know the near impossible task that 
faces this Congress, about figuring out where the dollars go. You 
have to make tough decisions all the time. We know there’s less 
money available than before, so, realistically, for us to look at the 
U.S. Congress as, we’re going to continue to see the kind of in- 
creases we may need to support the program. I don’t know if you’re 
in a position to do that. 

So, on its alternative, there are user fee dollars to support us and 
to make sure we can get the job done. What’s critical when we set 
up these programs is that those dollars support the overall pro- 
gram. There’s not like a cut check to individual people, so we kind 
of keep it separate from, if you will, the dollars coming in, and the 
decisions being made. 

And the second thing is that, on the flip side for industry, I know 
for them, though, it kind of changes the expectations that they 
have on the program. What I would like at the end of the day is 
to have an adequately funded program. I’m almost, I will tell you, 
personally, agnostic on the source. As long as we have the people 
we need 

Senator Blumenthal. Oh, you’re agnostic on the source. I don’t 
mean to interrupt you unfairly, but, the answer you’ve given is sort 
of the second part of an answer that you haven’t given, which is, 
in the best of all worlds, you’d be funded independently, but given 
the fiscal constraints of the moment, pragmatically and realisti- 
cally, as you’ve put it, probably, this source of funding is the one 
that we need to rely on. 
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But, in terms of public credibility, I just wonder whether we 
aren’t doing the agency a disservice by making it so dependent on 
the industry’s funding. Certainly, it is raised, commonly, and the 
public is increasingly aware of it — that it depends on the industry. 
And frankly, at the State level, we have it happen, and the same 
reaction is prevalent — whether it’s the utility industry or the bank- 
ing industry, or the insurance industry — as happens at the State 
level. 

Dr. Shuren. Yes. And I recognize, also, perception can just as 
much be a reality as facts are. And I know that there are many 
who feel that, because we receive user fees, that that may taint the 
decisions that we get. 

All I can tell you is, I don’t believe it does taint our decisions. 
And, however, that funding is provided, as long as we are free to 
make our independent scientific determinations, and we have the 
funding to get the job done, and done right and quickly, then I 
think we’re in a good place. 

Senator Blumenthal. You may not have the time. I’m guessing, 
almost certain that you don’t have the time, but what I would like 
you to give me, perhaps in writing, is your analysis of the three in- 
stances of FDA failure. And what you think we should learn from 
them going forward. In other words, case studies — I’m not asking 
you for a full case study, but what you would point to as what we 
should regard as failures — and the three success stories. And if you 
want, you can make them five, you can make them seven on each 
side. 

You can, but what I would like is an analysis of where you re- 
gard the failures as having occurred, and what we should learn 
from them. Because I think that will be useful as an exercise for 
us, for me, as new to the committee and new to this area compared 
to other members of this committee. 

Unfortunately, my time has expired, so it’s a question that, for 
better or worse, you won’t be asked to answer. But if you could pro- 
vide it in writing or in some other form. I’d be grateful for it. 

Thank you, Mr. Chairman. 

The Chairman. Thank you. We’ll begin just a short second 
round. 

Dr. Shuren, FDA acted very quickly to reject the core conclusions 
of the lOM report on the 510(k) process. I’m going to ask why, but 
I’m going to preface that question by saying, we put a lot of faith 
in the Institute of Medicine and the National Academy of Sciences. 
And I can tell you there are times in the past when they have come 
out with findings that I probably didn’t like for a certain, political 
reason, or that might have gone against a, perhaps a, constituent 
of mine. But, we recognize the soundness of the process of the Na- 
tional Academy of Sciences and the Institute of Medicine. 

So, their request to do this, they said here in their conclusion, 
they said that the FDA asked the Institute of Medicine to review 
the 510(k) clearance process, answer two questions. Does the cur- 
rent 510(k) clearance process optimally protect patients and pro- 
mote innovation in support of public health? Answer: No. Second, 
if not, what legislative, regulatory or administrative changes are 
recommended to optimally achieve the goals of the 510(k) clearance 
process. Their answer was probably, ought to get rid of it and come 
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up with a new regime. Why did you reject the core conclusion of 
the lOM? 

Dr. Shuren. Because we think that the 510(k) program, in most 
cases, has actually worked well. If we’re going to be thinking about 
changing it, putting something else in place. I’d first ask, what are 
we putting in place instead of it, which is a question the Institute 
of Medicine felt they were not in a place to actually say? 

And the second is to just, at the outset, get rid of the program, 
which would be highly disruptive, and before anyone would think 
to do it is, then what are we gaining in return? Do we have an al- 
ternative program we’re actually turning to that can ensure safety 
and effectiveness? Is it going to do a better job than what we have 
right now? And what about a transition to a new program? What 
will the impact be? 

So, for us, we thought that getting rid of the program in its en- 
tirety was going too far. That said, much of what we are doing in 
this past year is about improving the programs that we have. And 
we still welcome additional thoughts, if there are other actions that 
we need to take. And if so, we’d be very happy to consider them. 

But, it’s more focused on making the programs we have work. 
And some of those products have, kind of, fallen. I’ll say a little bit 
on the wayside. 

The Chairman. I understand that. Thank you very much. 

Senator Burr. 

Senator Burr. Thank you, and Dr. Shuren, I, for one, commend 
the FDA on their decision on the 510(k) because I think that it 
does embrace what it set out to, and it establishes a pathway for 
devices that have an equivalence that’s established, and I think it 
was the right thing. 

The industry says delays in reviews are because FDA keeps mov- 
ing the goal post, causing regulatory uncertainty and lack of pre- 
dictability in the review and approval process. In contrast, the FDA 
has repeatedly said that the problems at the device centers are the 
industry’s fault. 

Now, you highlighted earlier that there are improvements in ap- 
proval times. And I think you said that companies are improving 
in the quality of their applications. Did I hear that accurately? 

Dr. Shuren. No. First off, I would say we have not been out 
there saying the problems are all due to industry. I’ve been saying 
for a long time, now, that actually the problems are multi-factorial, 
and a good part of it is due to the FDA. And that’s what I tried 
to make clear in my opening statement, and I’ve said this to Con- 
gress on the House side several times before, and in other forums. 

One piece of it is we do get from a number of companies submis- 
sions that are of poor quality. And unlike the drug center, which 
will send them back, we’ll let them in. We’ll work with companies, 
we’ll take it and we’ll go many rounds to try to get it right. But, 
as a result, it’s making us increasingly more inefficient. That is 
just one piece. 

Senator Burr. You would agree that quality applications are an 
incentive for a company to move through the process as quickly as 
possible? 

Dr. Shuren. Here’s been the challenge. When we take in a sub- 
mission that may not be of sufficient quality, and we’re going to 
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work with them, we actually end up doing some of the work for the 
company. We’ve had companies who come in; they don’t even iden- 
tify the predicate device. 

Senator Burr. Let me, I’m trying to make this easy for you. You 
would agree that a quality application enhances the timeline, and 
there’s an incentive there for the manufacturer to have a quality 
app, is that an accurate statement? 

Dr. Shuren. Yes. 

Senator Burr. OK, great, you made a statement that you haven’t 
been out there bashing the industry. In fact, in a response to the 
perception that FDA’s to blame for the increase in 510(k)’s, you 
were quoted in February as saying, “Those 510(k) times are all on 
the industry.” 

Dr. Shuren. I would be interested to see the quote and it’s con- 
text. If we’re talking about the times, the increase in times or the 
increase in the industry times, that is correct. But the factors that 
led to the increase in times are due to things on our end, and some 
things that are on industry’s end. So, hopefully, I will go back and 
see that quote in context. 

Senator Burr. This was reported in the Medical Device Daily. It 
was in an ENC Subcommittee hearing in February, and your quote 
was, “Those 510(k) times are all on the industry.” 

Dr. Shuren. So, if it’s ENC Committee happy to go back, and 
we’ll pull the testimony to go ahead and look at it. 

Senator Burr. I’ve learned that press is accurate, no matter 
what they say. 

Dr. Shuren. You must be dealing with a different press than I’m 
used to. No offense to the press who are here. 

Senator Burr. Bottom line, the average total times is getting 
worse instead of better. While the agency may not be held respon- 
sible for every single submission, doesn’t the fact that the average 
total time getting worse clearly shows the FDA is contributing to 
the problem? I think you admitted to it earlier. 

Dr. Shuren. I agree, we’re part of the problem. And I’ve said 
we’ve not managed the programs as well as we should have, and 
that’s why you’re seeing a number of the actions we’re taking are 
improvements on the FDA programs, the things we need to do bet- 
ter. 

Senator Burr. I looked at the official meetings that were pub- 
lished by the FDA, on the medical device user fee agreement. 
Those negotiations suggest that the agency is requesting more than 
a 250 percent increase in user fees from current levels. 

Let me ask you, would you agree to pay somebody any money at 
all, much less a 250 percent increase above what they are currently 
paying, when the terms of what you’re paying for aren’t being met? 

Dr. Shuren. Yes, in some cases, I actually would. I know this for 
research and development. Quite frankly, if you put a little bit in 
research and development, you may not get enough out of it. You 
just have to put enough into it, you get enough of a return. 

To sing for our program, and it’s why I empathize with industry, 
I actually do because they haven’t seen that return on investment, 
at least in numbers that they would like to see, and to make the 
argument that in the absence of the funding, things would have 
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been worse, that is true, but a hard case to actually show some- 
body. 

But at the same token, those fundamental problems that we 
showed in the program, some of them are due to not having enough 
people, having that high reviewer turnover, not having enough 
managers, and I can’t solve with some missive that I send out to 
my people. I can’t solve that with a pep talk. 

Senator Burr. Do you acknowledge that an increase in the user 
fee is eventually passed on to the consumer? In other words, an in- 
crease in the user fee raises the cost of healthcare in this country? 

Do you agree? 

Dr. Shuren. Actually I don’t know. And if you’re saying, then, 
the companies are passing it on to consumers, then on the flip side, 
you’re saying that the companies never actually absorb the in- 
crease. In which case, they’re not really paying any more money. 
And that’s not what the companies are telling me. The companies 
are telling me, if they have to pay more, it’s coming out of their 
hides. So, I’m assuming they’re not passing it on to the consumers, 
in which case 

Senator Burr. I’m not going to get into negotiations that you’re 
having with the companies. But I think, throughout healthcare, 
any place that we exercise an increase in the cost, that finds its 
way to the consumer. It finds its way to healthcare at a time that 
we’ve got to take $4 trillion out of healthcare. I think you’ve got 
to weigh in this equation. How much are we increasing the cost of 
devices? It troubles me, and I think, I would hope that it would 
trouble you, that most companies across this country tell horrific 
stories about going through the approval process at the FDA. 

You talked about the venture capital earlier. I won’t get into it, 
but the majority of the companies that come in to file, are publicly 
traded companies. They’ve got a market capitalization that they’ve 
got to be worried about. The uncertainty of the process will dictate 
whether, in fact, they decide to go for FDA approval. But, I will as- 
sure you at the end of the day, if it negatively impacts their market 
capital, they’ll make a decision not to get involved. Not unlike the 
VC community’s decision as to whether they’re going to get in with 
a company pre-going public. 

So, capitalization, whether it’s on the VC side or whether it’s in 
market capital, is affected greatly by the decisions that these com- 
panies make. And I think, need to be considered, from a standpoint 
of how it’s affected by the process that we set up. I hope that’s 
something that’s food for thought for you. 

Mr. Chairman, I apologize, you gave me a tremendous amount 
of time, and I have cheated my good friend and colleague. Senator 
Hatch. 

The Chairman. Does anyone have any further questions for Dr. 
Shuren before I dismiss him and bring up the next panel? 

Senator Hatch. Could I ask a few, Mr. Chairman? 

The Chairman. Senator Hatch. 

Statement of Senator Hatch 

Senator Hatch. Thank you so much. Dr. Shuren, I appreciate 
the work you’re doing, and I appreciate the FDA, in general. Mul- 
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tiple reports that examined FDA’s databases, found that FDA has 
an extraordinary safety record over the past decade. 

Furthermore, the lOM stated that there was no evidence to sug- 
gest patients are being exposed to unsafe or ineffective products. 
Based upon these findings, why has CDRH seemingly diverted pre- 
cious financial and strategic resources away from the premarket re- 
view process, and focused on overhauling a program that really 
seemed to be working, pretty doggone well, and for which you were 
complimented? 

Dr. Shuren. Actually, a lot of the actions we are taking are to 
improve the predictability, consistency, and transparency of that 
program, and industry has complained about that program not 
being sufficiently predictable or consistent and transparent. 

In fact, many of the actions we’re taking are based upon feedback 
that we had received as we’ve gone across the country to get input. 

Senator Hatch. Some of the things I’m asking may have been 
asked already. But, sorry, I missed the early part of this. I was at 
the Judiciary Committee. 

Dr. Shuren, FDA performance data shows that the 510(k) review 
times have increased 43 percent in just 4 years, and PMA review 
times have increased 75 percent. When American industry is losing 
its competitive edge and when patients are waiting longer and 
longer for new treatments and cures, that’s a matter of great con- 
cern to me. 

Now, you’ve said that the agency has implemented reforms and 
announced initiatives to reduce these approval times, but I have 
yet to hear from you any specific actions you will take that will re- 
quire a guarantee that these approval times will be reduced. And, 
let me just ask this question, what metrics are you using to meas- 
ure the success of these initiatives and reforms? 

Dr. Shuren. We’re looking at some right now, indicators on per- 
formance, and I apologize. I showed one a little bit earlier regard- 
ing our backlog on 510(k)’s, which in 2011, for the first time was 
coming down. We’ve looked at, kind of, the percent of 510(k)’s that 
we’re now clearing, going on the market. We’ve got to be a little 
bit careful on that number because we should only clear a device 
that, in fact, is substantially equivalent. But that number has actu- 
ally been going up. 

Some of the measures we’re looking at are showing early signs 
we’re going to be looking at our performance in terms of the times 
on the review clock for products coming to market. But, I’ll tell you 
for success, it’s going to require that we continue to make the im- 
provements we’d laid out. If there are things that we missed, we 
still want to hear about it because I keep going around asking peo- 
ple, and people saying, “well, that sounds like the list.” 

We talked a little bit about what we need to do with companies, 
making sure we do get quality submissions. And also said that we 
won’t be successful if we don’t have the adequate and stable re- 
sources. And I’ll say right now in terms of the fees being paid, like 
I said, I empathize with industry, but in the one case of 510(k) 
right now, the full fee is $4,000. And if you’re a small business, 
which is $100 million in annual sales or receipts, it’s $2,000 for a 
510(k). And yet, we say, for some more money, if we can reduce the 
times, and it’s not just the times on review, if you have greater pre- 
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dictability, you actually reduce the time on assessing that device, 
which we’re not even measuring. 

I mean, you’re talking about — you could be looking at important 
savings. And yet, you could say, “Well, suppose I increase that fee 
$3,000?” And yet I save days and people are telling me in the in- 
dustry, every day lost is thousands of dollars, that, to me says, if 
I save 1 day, you may have gotten your return on the investment, 
in that 1 day. 

And those are part of the user fee discussions right now. But, so, 
for success, we need to make sure we’ve got the resources, we need 
to work on the submissions coming in. But, I have to say, again 
and again, FDA has to do a better job. And those are the actions 
that we’re taking now. 

Senator Hatch. I appreciate that, and I appreciate your attitude 
about it. And we’ve met about it, and we’ve chatted about these 
matters, and it’s a tough job you have. But, some find it shocking 
that the average time to clear a 510(k) application has increased 
50 percent since 2002. The average to approve a PMA application 
has doubled since 2000, and the total review times for both 510(k) 
and PMAs are now, actually, longer than they were before the user 
fee program was instituted. 

Now, these statistics are from FDA’s own data, as you know, yet 
user fees for CDRH have increased by nearly 30 percent. I know 
you agree that these statistics are somewhat troubling, they are to 
me, and I’m very appreciative that you’re on top of these things, 
and willing to do something about it. And I hope that you can. Be- 
cause I think we’re falling behind the rest of the world in approvals 
and yet we have some of the most imaginative and intelligent peo- 
ple working in this country, compared to the rest of the world. 

So, you have a very important job, in my opinion, and I’m looking 
to you to improve the Agency’s performance. And I’m counting on 
you. 

Thank you, Mr. Chairman. 

The Chairman. Senator Hagan. 

Statement of Senator Hagan 

Senator Hagan. Thank you, Mr. Chairman. 

Dr. Shuren, I appreciate you coming before the committee, but 
I also appreciate your time in September when you came down to 
North Carolina to meet with the hard-working innovative medical 
device companies in my State. In North Carolina, we employ over 
8,000 people in the medical technology industry, and it’s an indus- 
try that really does create thousands of jobs. And I know that it 
was interesting and invaluable to hear their perspective as well as 
the FDA’s, so, thank you. 

I know that you’ve made efforts already to improve the quality 
of work among reviewers, and I appreciate your efforts to increase 
reviewer training, thank you on that. But, one complaint that I 
continue to hear from constituent companies is that the FDA’s 
medical device review process is unpredictable and inconsistent, 
and I know you can’t change this overnight. But companies have 
told me that when they request a pre-submission meeting, it may 
take months before they’re able to meet with the FDA, and this 
may be a discussion point in some of the MDUFA negotiations. 
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I’m wondering if and how FDA can speed this up now? In other 
words, can FDA meet with these companies sooner rather than 
later, to ensure they are complying with FDA’s requirements at the 
beginning of this process, rather than in the middle? 

Dr. Shuren. We’ve heen looking at what we can do to improve 
the pre-suhmission meetings. I will tell you that the requests for 
these meetings have essentially doubled in the past 5 years. So, it’s 
really outstripping our ability to meet the demand, if you will. And 
yet, we realize how helpful those meetings are. So, you’re quite 
right that as a part of user fee reauthorization, we’ve been talking 
about making sure we have the ability to hold more timely meet- 
ings, to hold more meetings. 

But, the other piece of it is to make sure those meetings provide 
the maximum value. So, we are finalizing on policy, on expecta- 
tions that companies can have of these meetings. And what we’ll 
say in that document is, “here are things we’d like to see from 
you,” so we can have a well-informed meeting. 

The second is what you can expect from us. That if we’re giving 
advice, then we should write it down, and we should stand behind 
it. Unless circumstances really change that you can’t do so. You 
bring us a device, and you say it’s for indication X, and you change 
later on what you’re going to use the device for. Well, maybe our 
advice changes. 

But, in many other cases, it wouldn’t and it shouldn’t, and so, 
we’re going to make those improvements. Namely, we’re going to 
make the improvements we can with the resources we have, re- 
gardless of what happens. But, hopefully, we will work things out 
in user fee reauthorization that will have the ability to hold more 
and more timely pre-submission meetings. And I think that be- 
comes a win for industry, and it becomes a win for us. 

Senator Hagan. When you stated that you wanted to be sure 
those meetings are valuable, well, in order for them to be valuable, 
they do have to take place. I certainly do agree, and anything we 
can do to speed that up. And I do think that industry recognizes 
that delays costs them money. So, I think for user fees, that they 
are definitely willing to pay upfront in order to have the avail- 
ability of the FDA to meet them early on. 

I had a question about, and I know we’ve also spoken about this, 
but I wanted to reiterate that I’ve heard concerns with FDA’s pro- 
posal to regulate the laboratory diagnostic test as medical devices. 
I’m concerned that duplicative regulation could slow innovation, 
impeding improvements to patient care as well as the job growth 
that has come from this innovation around this industry. And I un- 
derstand that FDA may be close to releasing guidance to regulate 
the laboratory-developed tests as medical devices. Can you tell me 
what the status of this guidance is? 

Dr. Shuren. Certainly. That framework is currently under re- 
view by the administration. 

Senator Hagan. What’s your timeframe? 

Dr. Shuren. That’s not going to be my call. 

Senator Hagan. Can you share with us what that is? 

Dr. Shuren. I don’t know. Because, it’s currently under adminis- 
tration clearance. So, I don’t know when they’ll wind up making a 
decision. 
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I will say, we have been consistent all along in saying that lab- 
oratory-developed tests for medical devices, they are tests just like 
what’s made by a traditional manufacturer. And if we’re out with 
a framework, our intent is not to duplicate existing requirements 
on laboratories. 

Senator Hagan. I think that’s critical. 

Dr. Shuren. Yes. 

Senator Hagan. Thank you, Mr. Chairman. 

Senator Franken. Just one question. I’ve heard from large and 
small companies in my State that your guidance relating to the 
modifications of the 510(k) process for devices is of concern. Specifi- 
cally, they are concerned that the new draft guidance that you re- 
lease does not provide adequate clarity on when a new 510(k) sub- 
mission is necessary for a modified device. The companies are tell- 
ing me that the Center of Devices and Radiological Health may 
have greatly underestimated the increased workload from the pro- 
posed changes that could seriously delay the review process. 

Given that the stated goal of reforming the 510(k) process was 
to bring more clarity and efficiency to the processes, these reports 
are concerning. How would you respond? 

Dr. Shuren. We’ve heard the same concerns, and our intent in 
putting out this guidance was not about seeing some big increase 
in the number of 510(k)’s being submitted to us. We put out the 
guidance because a manufacturer can make some changes to a de- 
vice, and they don’t have to come back to the FDA. Now, where 
that line is crossed is not always clear. 

We’ve run into cases where manufacturers make changes. They 
should’ve come to us, they didn’t. And those circumstances, it’s very 
disruptive for the company, it’s not good for patients. So, the more 
clarity we can provide, the better. And we’re seeing new emerging 
technologies, and we wanted to provide clarity in that space. 

We’ve heard from companies, though, the policy we put out 
would wind up leading to many more 510(k)’s being submitted. So 
what we asked industry to do is, and we’ve got a number of groups 
working on this, is to go back with individual companies and apply. 
You know, say, “here’s how I interpret it, here’s how we view the 
impact. Give that back to us so we can go through it, because our 
intent is to get this policy right.” It’s one of the reasons, too, why 
we’ve extended the time for getting feedback on this guidance, be- 
cause we want to make sure we work with industry, we get the 
right policy in place. 

Senator Franken. Thank you. 

The Chairman. Dr. Shuren, thank you very much. I’ll just close 
this by saying, the committee — again, the lOM report, in which I 
place a lot of stock, I think we all have to because it is unbiased, 
and they don’t have to answer to anyone except their own, their 
own guidance as professionals. They said here, “The FDA has pro- 
cedures for developing, adopting and implementing guidance and 
standards. The agency, however, is persistently hindered in fully 
developing these materials by a lack of, or limitations on human, 
fiscal and technologic resources and capabilities,” which is getting 
to what Senator Mikulski was saying. 

More and more is required of FDA in this area as in other areas, 
and yet we continually cut the budget, cut the resources from the 
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Federal Government to the FDA. At the same time, the companies 
that come in, as you said, we’ve had this huge increase in the ap- 
plications for 510(k)’s in the last few years, and yet, as we cut the 
things down, more and more pressures are put on you since you 
can’t do your joh, well, then, we must make it easier. Because we 
want innovation, we want companies to succeed for all those busi- 
ness reasons. I don’t think that’s adequate. I don’t think that suf- 
fices. 

I think that we need to understand that the first obligation you 
have is for the safety of patients, not whether or not a company 
gets the approval in a timely manner, or whether it makes a profit 
or not — ^your first is safety, and effectiveness, safety and effective- 
ness. We’ll leave it up to CMS to talk about whether it’s cost effec- 
tive or not, that’s not in your realm, that’s in a different realm. 

And, so, it seems to me that you see the difference here in drugs, 
because we’re also kind of playing the reauthorizing of the Pre- 
scription Drug User Fee Act also. 

Pharmaceutical companies now pay $1.8 million for a drug appli- 
cation. Devices pay, what did you say, $4,000? 

Dr. Shuren. Four thousand for a 510(k), the equivalent of the 
new drug application. It’s a premarket approval application. That 
is $220,000, so about Path of what you pay. 

The Chairman. About Voth of what that would be. 

Dr. Shuren. Right. 

The Chairman. So, it seems to me, I know that you’re under- 
going some conversations now, with the industry, on this, on user 
fees. But, I would just say this as the Chairman of this committee, 
that if we want better results from the FDA, more timely results 
and more transparency, and all the things that the lOM suggested 
we do, and we want to continue the 510(k) process, which they had 
said we shouldn’t, we should come up with a new regime, and per- 
haps we’ll be looking at that — then it seems to me that the indus- 
try is going to have to come up with just a little bit more resources 
to help the FDA do its job. 

Thank you very much. Dr. Shuren. We’ll move to our second 
panel. 

Dr. Shuren. Thank you. 

The Chairman. And we have on our second panel 

Senator Franken. Would you like me to 

The Chairman. Yes. I have the first one will be introduced first 
by Senator Franken from Minnesota. 

Senator Franken. As the witnesses take their places. I’m very 
pleased to introduce one of them. And that would be Professor 
Ralph Hall from my home State of Minnesota. 

Professor Hall is a member of the faculty at the University of 
Minnesota Law School, where he teaches courses on food and drug 
law, as well as corporate compliance and negotiations. As an expert 
in medical device regulation, Mr. Hall is also the CEO of a small 
medical device company in Minnesota. And he also serves as coun- 
sel to the law firm of Baker and Daniels. With several decades of 
experience working with the FDA, Professor Hall has an under- 
standing of the strengths of FDA’s regulatory processes, as well as 
a clear view of the areas where it could be improved. 

And thank you very much for joining us. Professor Hall. 
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The Chairman. Thank you, Senator Franken. Our next witness 
up is Dr. David Challoner who is vice president emeritus for 
Health Affairs at the University of Florida. His clinical specialty is 
in internal medicine with a sub-special interest in endocrinology. 

He has previously served as Dean and Professor of Medicine at 
St. Luke’s University School of Medicine. And from 1988 to 1990, 
following an appointment by President Reagan, he was chair of the 
President’s Committee on the National Medal of Science. 

Significantly, for today’s discussion. Dr. Challoner chaired the 
lOM Committee that evaluated FDA’s 510(k) review process and 
issued the report that I mentioned earlier, this past July. 

Our third panelist. Dr. Gregory F. Curfman, who is executive 
editor of the New England Journal of Medicine and assistant pro- 
fessor of medicine at Harvard Medical School. Dr. Curfman also 
practices cardiology and internal medicine at Massachusetts Gen- 
eral Hospital. He graduated from Harvard University Medical 
School in 1972. He’s published numerous articles on FDA issues; 
particularly in the area of medical device regulation. 

We thank you all for being here today. All of your statements 
will be made a part of the record in their entirety. I’m going to ask 
you to sum it up in about 5 minutes or so, and we’ll go from left 
to right, just as I introduced everyone. 

So, Dr. Hall, Professor Hall, I guess I should say. Oh, you have 
a J.D., that’s a Doctor too, what the heck? 

Mr. Hall. That’s what they tell me. 

The Chairman. You’re first up. Please proceed. 

STATEMENT OF RALPH F. HALL, B.A., J.D., PROFESSOR OF 

PRACTICE, UNIVERSITY OF MINNESOTA LAW SCHOOL, MIN- 
NEAPOLIS, MN 

Mr. Hall. Thank you. Senator Franken, for the kind invitation. 
Chairman Harkin, members of the committee, I appreciate the op- 
tion to come and discuss with you the medical device regulatory 
system. My disclosures are in the written materials. I need to be 
clear that I’m speaking on my behalf, and I don’t speak for any 
other organization or individual, so these are my personal views. 

My comments are going to focus on how the medical device sys- 
tem currently addresses safety and effectiveness. I want to start 
with three broad points. 

The system has changed substantially over the roughly 35 years 
of its existence, as Congress has continuously worked to improve 
the system, as has FDA. That means that we need to look at the 
system as it exists today, not how it existed, perhaps 20 or 30 years 
ago. 

I think it’s also important to recognize that drugs and devices 
present very different regulatory challenges, and what is appro- 
priate for one realm is not necessarily the right answer for others. 
Drugs, universally, have a potential systemic effect. Most devices 
do not. Many devices are tools, not the therapy itself, and tools 
present, then again, different regulatory needs and regulatory chal- 
lenges. Devices operate and are improved in an iterative process 
with very short product lifecycles. 

Clinical trial issues between drugs and devices are also very dif- 
ferent. In the drug world, the gold standard are the double-blind 
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placebo-controlled studies. In many cases, in the device world, 
those studies simply are not appropriate. How does one do a dou- 
ble-blind placebo controlled study on a heart valve? You can’t really 
cut somebody open, pretend to put in a heart valve, sew them up 
and see if it works? 

So, we need different mechanisms here. In the device world, 
there’s a greater importance, generally speaking, of engineering, 
design, material sciences — those types of hard sciences. 

And, finally, as everyone has commented, there is a need here to 
balance safety, preventing risk with the benefits of access, particu- 
larly to innovative new products. 

Devices present a broad range of risk, from implantable neuro- 
modulators to crutches, and there, we have three systems to ad- 
dress those. But it’s critical to recognize that each of the classifica- 
tions, are to provide a reasonable assurance of safety and effective- 
ness. We differ in how that’s achieved, not in the fundamental ob- 
jective. 

Class I, simple devices — those are general controls, quality sys- 
tems; class II, the 510(k), I’ll get into this in a bit more detail use 
a variety of systems, including general controls, special controls, 
and the 510(k) system; class III products used a PMA. Within the 
510(k) system, we actually have three major pathways or ap- 
proaches to provide the reasonable assurance. 

First of all, the 510(k) premarket system is not simply a physical 
comparison of one device with another. It’s much broader than 
that. We start with a classification process by which, before the 
first one is reviewed, FDA in conjunction with experts, makes a 
risk-based safety and efficacy-based decision as to the appropriate 
classification. Which class best provides a reasonable assurance? 
That’s subject to reclassification, depending upon new information. 

Then, there are general controls, I mentioned, and special con- 
trols. Special controls are product-type specific. These can include 
clinical data, registries, performance standards, data testing re- 
quirements, design requirements, materials requirements all de- 
signed to ensure that there’s this reasonable assurance of safe and 
effectiveness. 

There’s then the process of comparing the product, the new prod- 
uct, with the predicate, the old product — and that looks at, from 
other things, the track record of the product. Safety effectiveness 
data is available to the agency on those products. 

If there’s any new intended use, or a change in technology, and 
technology is defined very broadly, new safety and efficacy informa- 
tion has to be provided. 

Second, there are quality systems, these include design controls, 
postmarket surveillance, looking at product trends, iterative de- 
signs, etc. 

And finally, there are other regulatory systems to ensure the 
products are safe. For example, here a product is misbranded, if 
you can’t label it for safe and effective use. 

Congress did not create, and the agency is not implementing a 
system by which the agency has no choice but to approve an unsafe 
product. Data from multiple source indicate that most devices, the 
vast majority, are safe, and the area of greatest improvement is in 
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the quality system — that’s work I’ve done, Dr. Maisel, lOM’s con- 
clusions, and also a recent FDA report. 

In conclusion, the FDA uses the 510(k) system to provide a rea- 
sonable assurance of safety and effectiveness. There are multiple 
tools that exist within this system to ensure that those standards 
are reached. 

I’ll be pleased to answer questions at the appropriate time. 
Thank you. 

[The prepared statement of Mr. Hall follows:] 

Prepared Statement of Ralph F. Hall, B.A., J.D. 

SUMMARY 

A Critical Balance: FDA and the Reform of the Medieal Device Approval Process 

There are several key points that one should keep in mind in assessing the cur- 
rent medical device regulatory system. 

First, drugs and devices present very different regulatory issues. What works well 
in one system may not he appropriate or effective in the other arena. 

Second, the system created by Congress and implemented by FDA is intended to 
provide a reasonable assurance of safety and effectiveness for all products, regard- 
less of classification. The means or method by which this is accomplished varies be- 
tween Class I, II and III devices but the objective of safety and effectiveness does 
not. Class I uses “general controls” to provide this assurance. Class II uses special 
controls, general controls and the 510(k) system to provide this assurance of safety 
and effectiveness. Class III uses the PMA process. These are different means to 
achieve the same safety objective. 

Next, the current 510(k) system gives FDA substantial authority to clear only 
products with a reasonable assurance of safety and effectiveness. FDA has multiple 
tools within the Class IP510(k) system beginning with initial product classification 
and extending through special controls and data submission requirements to assess 
product safety and effectiveness. FDA is not forced to clear a product just because 
it is physically identical to an older “predicate” product. 

Finally, and perhaps most importantly, available data demonstrates that the sys- 
tem is working well from a safety perspective. Overall, products approved or cleared 
by FDA, including 510(k) products, have very good safety records. Of course, all 
stakeholders should always be striving to improve on this already good record. Im- 
provements in QSR (quality systems) offer the greatest potential patient benefit. 


Good afternoon, my name is Ralph F. Hall. I appreciate this opportunity to speak 
to this committee on these important medical device matters affecting patients, phy- 
sicians, innovation and jobs. I am here to provide an overview of the medical device 
regulatory system, with particular focus on how the medical device regulatory sys- 
tem assesses product safety and effectiveness. In addition, I will discuss research 
I and others have done into the safety of 510(k) products. 

I want to be clear that I am here speaking in my personal capacity and not on 
behalf of the University of Minnesota or any other entity. 

BACKGROUND AND DISCLOSURES 

To start, I serve as Professor of Practitioner at the University of Minnesota Law 
School where I concentrate my teaching, research and writing in the area of FDA 
law and compliance matters. In addition, I am part time Counsel at the law firm 
of Baker & Daniels where I work with clients on a variety of FDA matters and also 
provide counsel to a national 510(k) coalition. Finally, I serve as CEO at MRS Med- 
ical LLC — a four person startup medical device company working on a new tech- 
nology for cardiac rhythm devices generally regulated under the PMA process. 

I. Medieal Device Regulatory Overview 

a. Medical Devices are Significantly Different Than Drugs 

Many commentators simply compare drug regulation and device regulation. When 
differences between these systems appear, as they do, these commentators assume 
that there is some problem. It is absolutely critical to understand that there are im- 
portant differences between drugs and devices that mandate some different regu- 
latory approaches. These differences include: 
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• Drugs have a systematic effect on the body. A cardiovascular drug, for example, 
will also circulate throughout the body and potentially impact the liver, kidneys, 
muscles, lung, brain, etc. The vast majority of all devices do not have any systemic 
effect. Thus testing issues and needs are fundamentally different between drugs and 
devices. 

• Medical device development is an iterative process with substantially shorter 
life cycles. That is not the case with drugs. Drug life cycles cover several decades 
while device life cycles are often measured in months. Also, drugs do not have the 
iterative development process found in devices. Any molecular change in a drug cre- 
ates a new molecule and a whole new set of issues and questions. Most iterative 
changes to a device (making a catheter longer, for example) do not create new thera- 
peutic issues. 

• Essentially all drugs are the actual therapy. Many devices are actually a tool 
by which a physician delivers therapy, not the therapy itself For example, a scalpel 
is a tool by which a medical intervention is performed. In such cases, FDA primary 
focus should be on whether the tool is performing as required, not whether the ther- 
apy such as an appendectomy (a physician decision) is effective. 

• Engineering, design controls, human factors and material sciences are much 
more important to devices than to drugs. As detailed below, most postmarket safety 
issues with medical devices involve engineering, design, materials and manufac- 
turing issues, problems not discoverable through clinical risks. Available data indi- 
cates that this is a different pattern from drugs. This difference in risk should im- 
pact premarket requirements. 

• Devices span a much greater risk profile than drugs. While essentially all drugs 
pose some systemic questions that is not the case with devices. There is a world 
of difference between the risk/benefit of an implantable neuromodulator and that of 
a crutch. This huge risk spectrum mandates phased regulation of medical devices. 

• There is incredible product differentiation within medical devices. Medical de- 
vices include diagnostic tools that never touch a patient, multimillion dollar pieces 
of capital equipment such as CT scanners, simple tools like a scalpel or bandaid and 
complex implantable devices such as an ICD. 

• Device regulation includes robust and broad quality system requirements (often 
referred to as QSR requirements). 

The overall impact of these differences is that device regulation needs different 
premarket requirements, a risk-based approach to regulation and an emphasis on 
quality systems. 

b. Device Regulatory Overview 

By statute and regulation, all medical devices, regardless of risk classification, are 
to have a “reasonable assurance of . . . safety and effectiveness” before they are mar- 
keted. ^ What differs is the method by which FDA and other stakeholders assess 
whether there is such assurance of safety and effectiveness for different classes of 
device.^ These different ways to provide this assurance of safety and effectiveness 
and the complex language and statutory systems for medical device regulation can 
lead to inadvertent confusion and misunderstanding. However, all products of what- 
ever risk classification must provide this reasonable assurance of safety and effec- 
tiveness.® 

Because medical devices differ so much — from a tongue depressor to a multi- 
million dollar robotic surgical system — one regulatory approach does not fit all. To 
address this. Congress created a three-tier regulatory structure. 

• Class I devices are the simplest, lowest risk devices. These include crutches, 
tongue depressors and scalpels. These products usually do not go through a pre- 
market review and are generally referred to as Class I exempt. 

• Class II devices are medium risk products such as angioplasty catheters. Class 
II devices generally go through the 510(k) system. 

• Class III devices are the highest risk devices and include heart values and pace- 
makers. These products reach market through the PMA process.'^ 


121U.S.C. § 393(b)(2)(C). 

®It goes without saying that all therapeutic products have some risks. The objective is to en- 
sure a positive risk/benefit for each product. 

® Ensuring patient access to heneficial products is also critical. As such, FDA is also charged 
with promoting product innovation. While the focus of my comments is on the safety aspects 
of the device regulatory system, one cannot forget the importance of making innovative products 
available to physicians and patients. 

^This is a general description. Some higher risk Class I devices must go through the 510{k) 
system and some higher risk Class II products require a PMA. There are also some other path- 

Continued 
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Each device class, with some overlaps, uses a different method to provide assur- 
ances of safety and effectiveness. 

Class I products are those for which “general controls” are “sufficient to provide 
reasonable assurance of the safety and effectiveness of the device”.® General controls 
can include, as appropriate, manufacturing controls, labeling, quality systems, etc. 

Class II products are those for which general controls by themselves are not suffi- 
cient but for which “special controls” do provide a reasonable assurance of safety 
and effectiveness. These products use a different, multipronged system to provide 
the reasonable assurance of safety and effectiveness. Specifically, Congress provided 
that a Class II device is: 

A device which cannot be classified as a Class I device because the general 
controls by themselves are insufficient to provide reasonable assurance of the 
safety and effectiveness of the device, and for which there is sufficient informa- 
tion to establish special controls to provide such assurance [of safety and effec- 
tiveness], including the promulgation of performance standards, postmarket 
surveillance, patient registries, development and dissemination of guidelines 
(including guidelines for the submission of clinical data in premarket notifica- 
tion submissions in accordance with section 510(k)), recommendations, and 
other appropriate actions as the Secretary deems necessary to provide such as- 
surance.® 

As mandated by Congress, Class II devices generally must receive clearance under 
the 510(k) system described in more detail below and as part of that process must 
satisfy both special controls and general controls. 510(k) submissions can include 
clinical data, bench testing, labeling, reports on prior investigations, etc. 

The 510(k) system (described in more detail below) generally requires a product 
to establish that it is “substantially equivalent” to a predicate 510(k) device. Sub- 
stantial equivalence is more than a physical comparison of one device to another. 
510(k) products must also meet all special controls, all applicable standards and 
QSR requirements. FDA has the authority under the 510(k) system to request a 
wide variety of data, including clinical data, bench testing, proposed labeling, and 
material information, as part of its review of a 510(k) submission.'^ This submission 
explicitly includes a variety of safety and effectiveness information.® 

Class III products must go through the PMA process.® This often includes clinical 
testing and submissions include detailed manufacturing information, labeling, bench 
test data, etc. FDA reviews this data for safety and effectiveness. 

It is important to understand that there are a number of other systems that also 
impose safety and effectiveness controls on products as part of an integrated system 
to provide a reasonable assurance of safety and effectiveness. For example, the QSR 
system i® requires design controls to help ensure a safe and effective design. There 
are also product and adverse event trending requirements, reporting requirements, 
etc. In addition, FDA has the authority to require postmarket testing on higher risk 
devices (including specifically Class II/510(k) products).ii There are also general la- 
beling requirements including 21 U.S.C. § 352(f) which mandates that a product la- 
beling include “adequate directions” for safe use. 

II. The 510(k) System Includes Safety and Effectiveness Considerations 

The 510(k) system has been the focus of recent attention. The 510(k) system does 
consider safety and effectiveness. Stated differently, current FDA authority gives 
the agency multiple pathways to keep an unsafe 510(k) product off the market, re- 
quire whatever testing or data is needed to establish safety and effectiveness and 
remove unsafe products from the market. 

From the beginning. Congress intended for the 510(k) system (and the substantial 
equivalence part of that process) to include safety and effectiveness determinations. 
As FDA itself explained to the lOM committee in March 2010, Congress intended 
the 510(k) substantial equivalence standard to be flexible in order to assure safety 
and effectiveness. The 510(k) legislative history states: 


ways to market including the HDE process and the rarely used PDF system. For our purposes 
these alternative pathways are not relevant. 

S21 U.S.C. § 360c(a)(l)(A)(i). 

6 21 U.S.C. § 360c(a)(l)(B). 

'^21 CFR §§807.87, .90, .92 and .93 set forth more details about the content and format of 
a 510(k) submission. 

6 See, for example, 21 CFR § 807.92(c)(3). 

6 21 U.S.C. §360e. 

i°QSR requirements are generally found in 21 CFR §820. 

1121 U.S.C. §3601. 21 U.S.C. §3601(a)(l)fA) explicitly includes Class II devices within the 
group of products subject to so-called “522 orders.” 
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The [congressional] committee believes that the term [substantial equivalence] 
should be construed narrowly where necessary to assure the safety and effec- 
tiveness of a device but not narrowly where differences between a new device 
and a marketed device do not relate to safety and effectiveness.^^ 

Note the specific linkage of the substantial equivalence determination to safety 
and effectiveness. 

In order to see how the Class II/510(k) system ensures an assessment of safety 
and effectiveness, one must understand the process from the start. The 510(k) proc- 
ess actually begins before the first product is reviewed. By statute, FDA is obligated 
to classify each product type into Class I, II, or III. This classification process in- 
cludes expert advisory panels, assessment of data and an opportunity for stake- 
holder input. The purpose of the classification process is to determine which over- 
sight system is best positioned to provide assurances of safety and effectiveness. The 
product classification is based on safety and effectiveness considerations as con- 
firmed by the implementing regulation which states: 

(b) In determining the safety and effectiveness of a device for purposes of classi- 
fication, establishment of performance standards for Class II devices, and pre- 
market approval of Class III devices, the Commissioner and the classification 
panels will consider the following, among other relevant factors: 

(1) The persons for whose use the device is represented or intended; 

(2) The conditions of use for the device, including conditions of use pre- 
scribed, recommended, or suggested in the labeling or advertising of the de- 
vice, and other intended conditions of use; 

(3) The probable benefit to health from the use of the device weighed 
against any probable injury or illness from such use; and 

(4) The reliability of the device (emphasis added). 

Further, by statute, if a product is implantable or is used to support or sustain 
human life, the default classification is Class III/PMA unless the agency and classi- 
fication panel specifically determine that the Class II/510(k) process is sufficiently 
robust and that Class III/PMA systems are not necessary to provide reasonable as- 
surance of safety. Thus, before any device is even eligible for 510(k) review, FDA, 
in concert with expert classification panels, has made a determination that the 
Class II/510(k) system provides an adequate assurance of safety and effectiveness 
for that product type.^® Therefore, every 510(k) product type has been assessed and 
it has been determined that the 510(k) system provides the adequate assurance of 
safety and effectiveness. 

Once classified, the 510(k) system uses the concept of “substantial equivalence” 
as a method to assess safety and effectiveness. The policy behind the 510(k) sys- 
tem is that once it has been determined that a product type is safe and effective 
for its intended use, future products that are “substantially equivalent” to the initial 
product and which meet all other regulatory requirements are likewise safe and ef- 
fective. Substantial equivalence is more than a physical comparison of one product 
to another. 

The 510(k) submission provides the information to FDA by which it can determine 
that the safety profile of the new product meets the established safety profile of the 
prior (or predicate) device, all special controls or similar requirements have been 
met and that the product is otherwise safe and effective for its intended use. The 
submission specifically includes safety information. 

For example, 21 CFR § 807.92(c)(3) states that a 510(k) summary must include: 

The conclusions drawn from the nonclinical and clinical tests that dem- 
onstrate that the device is as safe, as effective, and performs as well as or better 
than [the predicate device]. 

21 U.S.C. § 360c(i)(3)(A) requires a 510(k) submission to include adequate infor- 
mation respecting the safety and effectiveness of the device and/or to make that in- 


i^See FDA’s presentation to lOM available at http: / 1 www.iom.edu I Activities / PuhlicHealth I 
SlOKProeess l2010-MAR-01.aspx. 

1321 U.S.C. §360c(c)and (d). 

“21 CFR § 860.7(b). 

1521 U.S.C. § 360c(c)(2)(C). 

15 As GAO and a number of commentators have noted, FDA is delinquent in classifying 26 
out of, I believe, approximately 1,800 product types. These products continue to be reviewed 
under the 510(k) system. FDA is currently in process of rectifying this situation and completing 
the classification of these remaining products. 

iifn reviewing 21 U.S.C. §360c — the key statutory section relating to Class II/510(k) de- 
vices — one can see that Congress used the term “safety” with regard to Class II/510(k) products 
more than 17 times by my count. One can only wonder why Congress would discuss safety so 
many times unless Congress intended for the 510(k) to consider safety and effectiveness. 
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formation available. Under 21 U.S.C. § 360c(i)(3)(B), this summary shall include de- 
tailed information regarding adverse health effects relating to the product and this 
information shall be made available to the public. 

In addition to data submission requirements, Congress has given FDA another 
powerful tool to ensure product safety and effectiveness. The 510(k) system makes 
explicit use of “special controls” to ensure safety and effectiveness and any 510(k) 
product must satisfy all special control requirements. Under 21 U.S.C. 
§ 360c(a)(l)(B), special controls are explicitly used to provide a reasonable assurance 
of safety and effectiveness. Special controls can include clinical data requirements, 
performance standards, patient registries, guidance documents, etc. Any new prod- 
uct must comply with all applicable special controls. These special controls are used 
in addition to physical identicality to establish safety and effectiveness. 

Products can and usually do evolve over time. The “substantial equivalence” proc- 
ess is designed to subject any new product use or technology to an explicit safety 
and effectiveness review. Congress specifically required FDA to assess new intended 
uses and new technologies for safety and effectiveness. 

There is, of course, the concern that changing information or new data may call 
into question prior classification decisions or special controls. Congress anticipated 
this concern and explicitly established reclassification processes under 21 U.S.C. 
§ 360c(e) that FDA can use (and any stakeholder can request) in the event of new 
information. This reclassification process can address any new information and ei- 
ther up classify or down classify a device type as the data directs. Any down classi- 
fication from Class III to Class II requires a determination that Class II special con- 
trols provide a reasonable assurance of safety and effectiveness. Likewise, FDA can 
create new or enhanced special controls under 21 U.S.C. § 360c(a)(l(B) to address 
new safety or effectiveness issues. 

Congress has provided FDA with other tools to ensure that an unsafe Class II 
product does not reach the market. For example, FDA has the authority to ban un- 
safe devices,^® and ensure that the product labeling permits safe use.^'^ Any product 
that has been removed from the market “at the imitative” of FDA or has heen found 
to be misbranded or adulterated by a court cannot be used as a predicate to a later 
product.^^ This is one method by which a “bad” predicate cannot be used for future 
products. Other tools include the ability to develop new or enhanced special controls 
and to require additional data to be submitted. 

While the term “substantial equivalence” can sound like merely a physical com- 
parison of one product to another, an understanding of the overall 510(k) system 
demonstrates that much more than physical identity is needed to be cleared for 
marketing. Before a product can be deemed to be “substantially equivalent” and the 
product legally marketed the system requires, among other requirements: 

• Product classification into the 510(k) system based on safety and effectiveness 
assessments. 

• Compliance with special controls explicitly intended to provide assurances of 
safety and effectiveness. 

• Compliance with all applicable standards and guidances. 

• Assessment of any new intended uses or new technology for safety and effective- 
ness. 

• Submission of safety and effectiveness data and adverse health information. 

• Compliance with all applicable general controls. 

• Compliance with QSR requirements. 

As such, FDA has multiple avenues to assess and address any safety or effective- 
ness issues. 

III. Key Examples 

I will now apply the 510(k) system to the three key product situations to dem- 
onstrate that, in each case, FDA has the authority to assess safety and effective- 
ness. 


One is hard pressed to argue that Congress intended FDA to have this safety and effective- 
ness information and then mandated that FDA ignore that data in making 510(k) clearance de- 
cisions. 

U.S.C. §360c(i)(l). Note that new technology is broadly defined to ensure that product 
changes are reviewed for safety and effectiveness. 21 U.S.C. § 360c(i)(l)(B). 

2021 U.S.C. §360fl;a). 

2^21 U.S.C. §352(0. Even if a product is “substantially equivalent” to another, if it cannot 
he labeled so that it can be used safely, the product is misbranded and distribution of such a 
product triggers civil and criminal liability. 

2221 U.S.C. §360c(i)(2). 
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a. The New Product 

There are situations in which a product is developed for which there is no predi- 
cate. Normally, these products are automatically, by application of statute, classified 
as PMA products.^^ Unless there is an actual reclassification, these products go 
through the PMA process and so there is no question about the robustness of the 
510(k) process. 

However, such a product may well be a medium risk product and so best regu- 
lated as a Class IP510(k) product. In these cases, the product can be classified as 
a Class IP510(k) product pursuant to the “de novo” process under 21 U.S.C. 
§360c(f)(2). This classification process explicitly considers whether the product can 
be safely regulated under Class II systems including special controls. 

As such, no “new” product can be regulated under the 610(k) system unless FDA 
has made an explicit determination that the 510(k) system provides adequate assur- 
ances of safety and effectiveness. 

b. Changes to an “Old” Product 

The next fact pattern involves an existing product, already in the Class II/510(k) 
system, to which the company is making some change. This can be a new intended 
use or some change in technology. In each case, the change in the product must be 
explicitly assessed for safety and effectiveness.^"* The product cannot be cleared if 
the product raises some new issue of safety or effectiveness.^® 

Remember that one of the core concepts of the 510(k) system is that once safety 
and effectiveness has been determined, like products can establish safety and effec- 
tiveness based on the prior assessment. Of course product changes can challenge 
this concept and so Congress as decreed and FDA has insisted that any change in 
the use of the product or the technology (broadly defined) must be assessed to en- 
sure safety and effectiveness. Thus, Congress and FDA have assured that product 
iterations or changes will be assessed for safety and effectiveness. 

c. Continued Marketing of an “Old” Product 

The final challenge is the one that seemed to bother the lOM committee and oth- 
ers the most and this is the old product that hasn’t changed.^® Some seem to believe 
that these “old” products have never been assessed for safety and effectiveness and 
that FDA is bound to clear any such product without considerations of any safety 
or effectiveness issues. This is simply not the case. 

FDA has multiple authorities to keep an unsafe 510(k) product — even if literally 
identical to an old product — off the market. 

To start, all products have been assessed for safety and effectiveness issues 
through the classification process.^'^ Even if the product existed before 1976, it has 
been specifically assessed and a determination made that products of that type can 
be regulated under the Class IP510(k) system for safety and effectiveness.^® Just 
because a product was on the market before 1976 does not mean that it is part of 
the 510(k) system. 

The related question is what happens if new information is developed on an “old” 
product subsequent to its classification. First, FDA has access to such information 
through any number of sources. Importantly, Congress has decreed that the com- 
pany must include adverse health information in its 510(k) submission.®® 

Once such information comes to FDA’s attention, FDA has any number of ap- 
proaches to prevent an unsafe product from being cleared via the 5i0(k) system. Ex- 
amples of these tools include: 

• Creating new or enhanced special controls to mitigate or eliminate the newly 
discovered risk.®® 

• Reclassifying the device into Class III.®* 


2®21 U.S.C. §360c(f)(l). 

2*21 U.S.C. §360c(i) and 21 CFR §807. 

2® FDA’s internal processes and flow charts reinforce the fact that any change in intended use 
or technology is assessed for safety and effectiveness. There is a “not substantially equivalent” 
(“NSE”) determination if there is some new question of safety or effectiveness. 

2® This includes situations in which the old, unchanged, feature of the product presents some 
new safety or effectiveness issue. 

2*1 recognize that a few products (some number less than 26 out of approximately 1,800 prod- 
uct codes) have not completed this process. As many others have previously said, this process 
must be completed. FDA is currently in the process of doing so. 

2® See 21 U.S.C. §360c(c) and (d) and 21 CFR §§807 and 860 for more details. 

2921 U.S.C. §360c(i)(3). 

3021 U.S.C. §360c(a)(l)(B). 

3*21 U.S.C. §360c(e). 
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• Creating or adopting new guidances or standards. 

• Requiring new labeling to mitigate or eliminate the issue (or concluding that 
such improved labeling would not be effective and thus the product is mis- 
branded). 

• Imposing postmarket obligations.^® 

• Banning the device.®^ 

• Utilizing QSR requirements to address the issue.®® 

Thus, each product type is reviewed for safety and effectiveness issues at the time 
of initial classification. Post classification, FDA has multiple statutory and regu- 
latory authorities available to prevent an unsafe product from being cleared. 

Congress did not create — and FDA is not implementing — a regulatory system 
under which FDA has no choice but to clear an unsafe device. 

IV. FDA in Fact Makes Safety and Effectiveness Determinations in Product Clear- 
ances 

How the 510(k) system actually works is best demonstrated by looking at actual 
product clearances. In many cases, FDA specifically indicates in the clearance docu- 
ments that the product in question is safe and effective for its intended uses. 

For example. Via Biomedical, Inc.’s Stent Graft Balloon Catheter has been deter- 
mined substantially equivalent and cleared for market distribution.®® Included in 
the 510(k) summary was the following: 

The Stent Graft Balloon Catheter underwent mechanical, performance, and 
Biocompatibility testing to verify that the device functions in a safe and effec- 
tive manner. The results of the tests provide reasonable assurance that the de- 
vice has been designed and tested to assure conformance to the requirements 
for its indications for use.®'^ (emphasis added). 

Becton, Dickinson and Company’s (Becton) BD FIu-h Syringe was cleared for mar- 
ket on July 2, 2009. As part of its submission, Becton expressly indicated that 
[dlesign [vlerification tests were performed based on the risk analysis performed, 
and the results of these tests demonstrate that the BD F1u-h Syringe performed in 
an equivalent manner to the predicate device and is safe and effective when used 
as intended. ®® 

Likewise ArthoCare’s Bone Cement Opacifier was cleared under 510(k) after the 
FDA confirmed that the performance testing and device comparison demonstrated 
that the subject device [was] substantially equivalent to the predicate device, and 
is safe and effective for its intended use. ®® (emphasis added). 

There are numerous other examples of 510(k) submissions that have been in- 
cluded in the safety and effectiveness data and have been assessed by FDA for safe- 
ty and effectiveness. A few examples include the Master Healthcare’s Easy Touch 
Insulin Syringe,’^® ZOLL Circulation’s Central Venous Catheter and Thermal Regu- 
lating System'll and Medtronic’s Cardiopulmonary Centrifugal Blood Pump.^® All of 
these submissions included performance data specifically relating to the safety and 
effectiveness of the device as part of the 510(k) clearance. 

As these and other examples demonstrate, FDA in fact considers safety and effec- 
tiveness in product decisions. 

Furthermore, in numerous presentations, guidance documents and public state- 
ments, FDA has said that the 510(k) system includes safety and effectiveness pro- 
tections. 


3221 U.S.C. § 352(f). 

3®21 U.S.C. §3601. 

3‘‘21 U.S.C. §360f. 

3® 21 CFR §820. 

335 IOK Summary from Via Biomedical, Inc., on the Stent Graft Balloon Catheter (May 29, 
2009), http:! I www.accessdata.fda.gov ! cdrh docs I pdf9 1 K091624.pdf. 

Id. (emphasis added). 

335 IOK Summary of Safety and Effectiveness from Becton, Dickinson and Company on the 
BD Flu+ Syringe (Jul. 2, 2009), http: ! I www.accessdata.fda.gov I cdrh docs /pdf9/ K091377.pdf. 

335 IOK Summary from Becton, Dickinson and Company on BD Flu+ Syringe, http:! ! 

www.accessdata.fda.gov i cdrh docslpdf4IK042947.pdf. The device was not found to be as safe 

as the predicate, but there was an independent assessment. The device was both substantially 
equivalent to the predicate as well as safe and effective. 

^3 510K Summary from Masters Healthcare on the Easy Touch Insulin Syringe (May 14, 2009) 
http: / / www.accessdata.fda.gov / cdrh docs i pdf9 / K091474.pdf. 

^^SlOK Summary from ZOLL Circulation for Venous Catheter and Thermal Regulating Sys- 
tem (Oct. 12, 2010), http:! i www.accessdata.fda.gov i cdrh docs I ydflO I K101987.pdf. 

42 Summary of Safety and Effectiveness from Medtronic for the Cardiopulmonary Centrifugal 
Blood Pump (Jun. 21, 2010), http: j ! www.accessdata.fda.gov j cdrh docs i pdf 10 ! K100631.pdf. 
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In summary, it can be seen that products going through the 510(k) system are 
assessed for safety and effectiveness beginning with the initial classification process. 
FDA has a variety of tools including special controls to ensure product safety. Con- 
gress did not create a system by which literally thousands of devices have been 
cleared without protecting patient safety. 

V. Medical Device Safety Study Summary 

The actual safety of medical devices is, of course, of prime importance to patients, 
physicians and other stakeholders. 

There have been several studies of medical device safety (or reasons for medical 
device problems) over the past 2 years. These include a study I have done (and pre- 
sented to the lOM 510(k) committee), a study by Dr. William Maisel (also presented 
to the lOM 510(k) committee) and a recent report by FDA itself. 

In my view, these studies, individually and together, support two key conclusions: 

(1) There is no evidence of any overall systemic issue with the safety of 510(k) 
products; and 

(2) The primary cause of medical device safety recalls are quality system issues, 
not a lack of premarket clinical testing. I will also note that the lOM 510(k) com- 
mittee itself also found no evidence of a systemic issue with the safety of 510(k) 
products. The committee has explicitly stated: “The committee is not suggesting that 
all, many, or even any medical devices cleared through the 510(k) process and cur- 
rently on the market are unsafe or ineffective.” 

My comments will focus on the study I performed assessing the overall safety pro- 
file of medical devices approved or cleared by FDA from 2006-9 by using Class I 
safety recall data. This research was funded by the Ewing Marion Kauffman Foun- 
dation, a private nonpartisan foundation based in Kansas City, MO. Their generous 
support made this research possible. The Kauffman Foundation has given me com- 
plete academic freedom to pursue this research."^ 

This study evaluated Class I (or high risk) recalls of all medical devices, regard- 
less of whether they were approved through the PMA system, cleared through the 
510(k) process or were otherwise exempt. 

The key conclusions from my research are as follows: 

(1) Overall, 510(k) regulated medical devices have an excellent safety profile. Over 
99.5 percent of 510(k) submissions assessed during this study period did not result 
in a Class I safety recall. Over 99.7 percent of 51C)(k) submissions did not result in 
a Class I recall for any reason relevant to the 510(k) premarket system. 

(2) Products approved through the PMA system also have an excellent safety 
record. Again, greater than 99.5 percent of PMA or sPMA submissions do not result 
in a Class I safety recall during the study period. 

(3) Very few (less than 9 percent). Class I recalls during the study period involve 
possible undiscovered clinical risks. As such, increased preapproval clinical testing 
would not have any meaningful impact on reducing the number of Class I recalls. 

(4) The majority (approximately 55 percent) of all Class I recalls involve problems 
or issues that arose after market release and could not be affected by premarket 
approval systems or requirements. For example, a manufacturing mistake made 3 
years after FDA approval or clearance may trigger a Class I recall. However, any 
premarket requirements such as clinical testing are irrelevant to preventing such 
a recall. 

(5) A very significant majority (over 90 percent) of all Class I recalls (including 
both premarket and postmarket issues) are directly related to quality system issues 
(so-called QSR systems '‘®). Improved QSR systems will have the greatest effect in 
reducing the number of Class I recalls. 

(6) My study did identify a bolus of Class I recalls in two device types — automatic 
external defibrillators (“AEDs”) and infusion pumps. Any changes to the premarket 


lOM report brief available at http:! / www.iom.edu I Reports 1 201 1 ! Medical-Devices-and- 
the-Publics-Health-The-FDA-510k-Clearance-Process-at-35-Years.aspx. 

want to thank Amanda Maccoux, Mark Jones, Chris Walker and Ron Song — the research 
assistants at the University of Minnesota Law School — who spent long hours doing the detailed 
data collection and coding required for this study. Their talents, hard work and dedication are 
vital to this research and I appreciate all that they did. 

^^An earlier version of this research into the safety of medical devices through an analysis 
of safety recalls was presented to the Institute of Medicine committee reviewing the 510(k) sys- 
tem and reviewed with FDA. 

QSR requirements are intended to provide “cradle to grave” product quality in a closed loop, 
learning system. QSRs include design input and processes, design validation, product testing, 
manufacturing controls, process controls, change controls, management review and postmarket 
assessments. See, generally, 21 CFR § 820. 
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review process should be targeted to demonstrate problems rather than applied in 
some random, shotgun way. 

(7) Finally, one should not confuse classification for premarket review processes 
with recall classification. These are very different things and serve very different 
purposes. 

VI. Study Background 

The need for the research that I will describe goes back several years when a 
number of stakeholders started to question the robustness of the 510(k) system. I 
was particularly struck by the fact that there was no good, objective data to support 
or refute the assertion that the 510(k) system needed to be changed because of these 
presumed safety issues. 

Given my concerns over the lack of hard data, I commenced a study (with the able 
assistance of four research assistants) assessing the safety performance of FDA ap- 
proval processes. To my knowledge, this was the first study designed to systemically 
assess the safety performance of the 510(k) system. 

VII. Study Methodology 

This study assessed the overall safety profile of medical devices approved or 
cleared by FDA from 2006-9 by using Class I safety recall data. 

Class I safety recalls were chosen as the measure of safety as these recalls involve 
any medical device problem posing any significant risk of serious health con- 
sequences to patients and also correctly exclude risks considered as part of the ap- 
proval or review process. Class II recalls involve generally remote risks to patients 
and Class III recalls involve minimal or no risk to patients. FDA, not industry, is 
responsible for assigning the recall classification. 

Note that the Class of recall assigned by FDA is independent of the product’s de- 
vice classification. For example, no one would argue that a tongue depressor is a 
high-risk device or needs a clinical trial. For premarket purposes it is classified as 
a low-risk, exempt device. However, if the tongue depressor gets contaminated with 
deadly bacteria because of product tampering or some manufacturing problem, there 
is a significant risk to patients. This would be a high-risk or Class I recall even 
though for premarket review purposes it is a low-risk device. 

Using FDA databases, we identified all Class I recalls posted by FDA on public 
databases during 2006-9. We first combined all duplicate recalls into one data set 
of unique or stand alone recalls. (FDA may have several recall announcements and 
thus there may be multiple data entries for the same issue because of different 
package configurations, brand names or product sizes). 

There were 118 unique recalls identified. We then coded each recall for a number 
of factors including regulatory pathway, medical specialty, whether implantable and 
three letter product code. We also coded each recall with 1 of 13 reasons for recalls. 
Generally speaking, these 13 recall reasons can be combined into three broad 
groupings of premarket issues (i.e., something that could, at least theoretically, have 
been discovered during a premarket review process), postmarket issues and mis- 
cellaneous (counterfeit and “quack” products). We used FDA Web sites and publicly 
available information for this coding. 

This study must be assessed in light of the following factors and limitations: 

(1) First, we relied entirely upon publicly available data. We did not identify any 
meaningful errors in this data but did not conduct any structured assessment of the 
accuracy of FDA’s data. 

(2) Second, while companies are obligated to report recalls, there may be situa- 
tions in which the company failed to meet this obligation. We believe that any such 
missing recalls would tend to be small and not common because of the penalties for 
non-compliance and the variety of information sources that would disclose any such 
recall. Importantly, there is no reason to believe that the distribution of the causes 
of such recalls would be different than the data we had. 

(3) Third, we reviewed Class I recalls and not Class II recalls. (FDA defines a 
Class II recall as a situation in which the problem might cause a temporary health 
problem, or pose only a slight threat of a serious nature.) We believe that Class I 
recalls represent all recalls with any meaningful risk to patients and so that rep- 
resents a valid safety picture. Remember that Class II recalls are for remote risks 
or low impact problems. Class I recalls represent the majority of actual patient risk 
and tend to err in the direction of higher rather than lower classification. Risks as 
low as 1/20,000 have been classified as Class I recalls thus demonstrating the 
breadth of risks captured by Class I recalls. 

(4) Anecdotal review of some Class II recalls indicate (but does not establish) the 
same general pattern of reasons for recalls between Class I and Class II recalls. 
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(5) Finally we did not assess any effects of various regulatory systems or actions 
on patient access to new products, innovation or the economy in general. 

We also determined the percentage of 510(k) submissions that resulted in a subse- 
quent Class I recall. The numerator for this calculation is the number of recalls. The 
denominator is the number of submissions. The denominator for this calculation is 
a close estimate as there is no direct connection between the date of the submission 
and the subsequent recall. For example, a recall for a design defect might occur 
within a month after market release while a recall for a manufacturing error or 
packaging mistake could occur literally years after approval or clearance. 

We determined an annualized number of submissions by taking the average num- 
ber of submissions for a 10-year period (2000-2009) and annualizing that number. 
We used this number for all percentage calculations. Those percentages, however, 
are approximations due to this data challenge. 

VIIl. Study Results and Data 

Initially, we looked at the reasons for recalls for these 118 Class I recalls. We de- 
termined the reason for the recall by examining FDA’s public data bases and also 
reviewing publicly available information including physician notification letters and 
SEC filings. I was responsible for all decisions relating to the reason for recall. I 
blindly recoded 10 percent of the recalls and had a complete match with the initial 
determination of the reason for the recall. 

As shown below, the majority of all recalls (approximately 55 percent) are for 
postmarket issues. For these recalls, no change in the premarket 510(k) or PMA 
process would affect the recall occurrence or frequency. 



Total recalls 

Recalls for 
premarket 
issues 

Recalled for 
postmarket 
issues 

Recalled for 
other issues 

Percent of 
recalls to 
total recalls 

Class 1 or 

7 

1 

6 

0 


u/k 


(14.2%) 

(85.7%) 

(0%) 

5.9 

510(k) 

95 

43 

46 

6 




(45.3%) 

(48.4%) 

(6.3%) 

80.5 

PMA 

16 

7 

9 

0 




(43.8%) 

(56.3%) 

(0%) 

13.56 

Total 

118 

51 

61 

6 

118 


As seen below, a very small percentage of 510(k) submissions led to a Class I re- 
call during our study period. The first chart shows the ratio of 510(k) submissions 
to all Class I recalls and the second chart shows the ratio of 510(k) submissions to 
Class I recalls related to any theoretical premarket issue. 

Based on this data, approximately 99.55 percent of all 510(k) submissions did not 
result in a Class I recall for any issue during the study period. More importantly 
for assessing the 510(k) process, approximately 99.78 percent of all 510(k) submis- 
sions did not result in a Class I recall for any reason related to the premarket proc- 
ess. Stated differently, the maximum theoretical impact of any change in the 510(k) 
system would be on 0.22 percent of all 510(k) submissions. This data also dem- 
onstrates that additional premarket clinical testing would be ineffective in reducing 
Class I safety recalls. 
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Total 510{k) Recalls for the Last 5 
Years - All Causes 


(2005-2009) 

■ Recalled 



Total 510(k) Recalls for the 
Last 5 years - Premarket issues 
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Total 510(k) Submissions in 10 years 

Average Submissions in 5-year time period 

Total 510(k) Recalls tor 2005-2009 

Total 510(k) Recalls tor Premarket Issues for 2005-2009 


39,747 

19,873 

89 

43 


The number of recalls related to premarket issues is most relevant in assessing 
whether the 510(k) system is adequately addressing patient safety during the re- 
view process. This data demonstrates that postmarket issues, not premarket proc- 
esses, should be the focus to improve patient safety. 

This conclusion is reinforced when we reviewed the role of quality systems in re- 
calls. As shown below, over 90 percent of all Class I safety recalls are related to 
quality system issues and not to other factors such as a lack of clinical trials. 



Clearly, this data demonstrates that all stakeholders should concentrate on QSR 
systems such as design control and bench testing — not the 510(k) submission sys- 
tem — as the most effective way to provide greater patient safety. 

We also did sub-analysis by product type and medical specialty. Such analysis can 
be used to identify concentrations of issues for further investigation by FDA, indus- 
try and other stakeholders. As seen below. Class I recalls are concentrated in sev- 
eral product types. 
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Recalls by Medical Speciality, Percentage of 
Recalls for Pre-Market Issues 

n=112 

m Recalled for Post-Market Issues « Recalled for Pre-Market Issues 

35 

54 . 55 % 56 . 67 % 



MEDICAL SPECIALTY 

Further analysis indicated that automatic external defibrillators (AEDs) and infu- 
sion pumps accounted for 28 percent of all Class I recalls and accounted for a sub- 
stantial part of the bolus or recalls seen in the cardiovascular and general hospital 
categories. Within the past 9 months, FDA has triggered new regulatory initiatives 
for both AEDs and infusion pumps. 

Our confidence in our study design and results has been bolstered by subsequent 
studies by others such as FDA itself, Dr. Maisel and Battelle finding very similar 
numbers and reasons for Class I recalls. 

IX. Study Conclusion 

This study demonstrates that very few 510(k) medical device submissions — less 
than 0.5 percent — become the subject of a Class I safety recall. Even in this small 
number of Class I recalls, the majority of Class I recalls involve postmarket issues 
such as manufacturing mistakes, and are focused around two product categories 
(cardiovascular and general hospital). These recalls involve quality system issues, 
not premarket issues. Overall, in excess of 90 percent of all recalls appear to involve 
quality system issues. 

Our study shows that FDA has a very positive safety record in its 510(k) clear- 
ance decisions. 

X. Conclusion 

The current 510(k) system gives FDA substantial authority to clear only products 
with a reasonable assurance of safety and effectiveness. FDA has multiple tools be- 
ginning with initial product classification and extending through special controls 
and data submission requirements to assess product safety and effectiveness. 

Overall, products approved or cleared by FDA have very good safety records. Of 
course, all stakeholders should always be striving to improve on this already good 
record. Improvements in QSR (quality systems) offer the greatest potential patient 
benefit. 

Again, I appreciate the opportunity to present to the committee and would be 
happy to answer any questions. 
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STATEMENT OF DAVID R. CHALLONER, M.D., VICE PRESIDENT 

FOR HEALTH AFFAIRS, EMERITUS, UNIVERSITY OF FLORIDA 

AND CHAIR, COMMITTEE ON THE PUBLIC HEALTH EFFEC- 
TIVENESS OF THE FDA 510(K) CLEARANCE PROCESS, INSTI- 
TUTE OF MEDICINE OF THE NATIONAL ACADEMIES, GAINES- 
VILLE, FL 

Dr. Challoner. There we go, thank you. 

I’m vice president for Health Affairs Emeritus at the University 
of Florida, and I also served as chair at the Institute of Medicine 
in this committee on the public health effectiveness of the 510(k) 
clearance process. 

The lOM is the health arm of the National Academy of 
Sciences — an independent, non-profit organization that provides 
unbiased and authoritative advice to decisionmakers and the pub- 
lic. 

I am accompanied this afternoon by several members of the NRC 
and lOM staff, and by Mr. William Vodra, who was also a member 
of my committee. 

The lOM was asked by the FDA to review the 510(k) clearance 
process, and to answer two questions, as has already been pointed 
out. Does the current 510(k) process optimally protect patients, and 
promote innovation and support of public health? And if not, what 
legislative, regulatory or administrative changes are recommended 
to optimally achieve the goals of the 510(k) process? 

The lOM assembled an expert committee of which I was chaired 
to address this task. The committee met in person 6 times over an 
11-month period to gather evidence, deliberate on its findings and 
recommendations, and write its report. That report, then, under- 
went a rigorous, independent, external review before being released 
in July of this year. More detailed information on the committee’s 
findings and recommendations is included with my longer, written 
statement. 

The committee’s task was challenging for several reasons — de- 
vices regulated within the 510(k) process encompass a broad range 
of function, benefits, and risks. Also, the 510(k) process is not a 
standalone process, but is part of a larger regulatory system that 
is dependent upon all the components functioning optimally to en- 
sure the public health. And finally, the 510(k) process was con- 
tinuing to evolve as the committee was conducting its work. 

The committee evaluated legislative, regulatory and administra- 
tive components of the 510(k) process, and other related compo- 
nents of medical device regulation. We came to the conclusion that 
the 510(k) process, as outlined in law, generally does not evaluate 
the safety and effectiveness of a device, only the new device’s simi- 
larity to a predicate. 

Furthermore, the 510(k) process cannot be transformed into a 
premarket evaluation of safety and effectiveness, as long as the 
standard for clearance is substantial equivalence to any previously 
cleared device. 

I want to emphasize that we believe the FDA has done an admi- 
rable job of protecting the public, given the constraints on its regu- 
latory authorities, and limited resources, as we’ve heard discussed 
earlier today. The committee recognizes that replacing the 510(k) 
process will take some time, and that a substantial amount of in- 
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formation will need to be obtained to inform the design of a new 
framework. 

However, there are steps that FDA can take now to improve reg- 
ulatory oversight of medical devices. The committee believes, 
strongly, that it is important that regulatory oversight of devices 
be conducted throughout their lifecycle. 

In its report, the committee makes eight recommendations 
geared toward using resources wisely to ensure both short-term 
and long-term benefits. Among the actions recommended by the 
committee are that the FDA strengthen its postmarketing surveil- 
lance program for devices, identify limitations in the use of its 
postmarket regulatory authorities, and to address them, and imple- 
ment a program of continuous quality improvement. 

We understand that the FDA, on its own initiative, is already 
moving forward with making improvements to its postmarketing 
surveillance, and quality assurance programs. Ultimately, these 
changes will benefit patients, healthcare providers, the industry, 
and the FDA. 

Thank you very much for the opportunity to testify, and I will 
be happy to answer any questions later. 

[The prepared statement of Dr. Challoner follows:] 

Prepared Statement of David R. Challoner, M.D. 

SUMMARY 

The Food and Drug Administration (FDA) asked the Institute of Medicine (lOM) 
to review the 510(k) clearance process for medical devices and to answer two ques- 
tions: 

1. Does the current 510(k) process optimally protect patients and promote innova- 
tion in support of public health? 

2. If not, what legislative, regulatory, or administrative changes are recommended 
to optimally achieve the goals of the 510(k) process? 

An expert committee assembled by the lOM addressed that task in its report. 
Medical Devices and the Public’s Health: The FDA 510(k) Clearance Process at 35 
Years. The report was released in July 2011. 

On the basis of its review and evaluation of legislative, regulatory, and adminis- 
trative components of the 510(k) process and other related components of medical- 
device regulation, the committee concluded that the 510(k) process in general is not 
intended to evaluate the safety and effectiveness of medical devices. Furthermore, 
the 510(k) process cannot be transformed into a premarket evaluation of safety and 
effectiveness as long as the standard for clearance is substantial equivalence to any 
previously cleared device. 

The committee recognizes that replacing the 510(k) process will take some time 
and that a substantial amount of information will need to be obtained to inform the 
design of a new framework. However, there are actions that the FDA can take now 
to improve regulatory oversight of Class II medical devices. In its report, the com- 
mittee makes eight recommendations geared toward using resources wisely to en- 
sure both short-term and long-term benefits. Among the recommended actions are 
that the FDA should strengthen its postmarketing surveillance program for devices, 
identify limitations in the use of its postmarket regulatory authorities and address 
them, and develop and implement a program of continuous quality improvement. 

The committee believes that there should be an integrated premarket and 
postmarket regulatory framework that provides a reasonable assurance of device 
safety and effectiveness throughout the device lifecycle. Implementation of the com- 
mittee’s recommendations will improve regulation of Class II devices in the short 
term and inform the design of the integrated regulatory framework in the long term. 
Ultimately, these changes to the way Class II devices are regulated will benefit pa- 
tients, healthcare providers, the industry, and the FDA. 


Mr. Chairman and members of the committee, I am David Challoner, vice presi- 
dent of health affairs, emeritus, at the University of Florida. I also served as chair 
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of the Institute of Medicine’s Committee on the Public Health Effectiveness of the 
FDA 510(k) Clearance Process. The Institute of Medicine, or lOM, is the health arm 
of the National Academy of Sciences, an independent, nonprofit organization that 
provides unbiased and authoritative advice to decisionmakers and the public. Thank 
you for the opportunity to submit testimony for the record based on the lOM’s re- 
port, Medical Devices and the Public’s Health: The FDA 510(k) Clearance Process at 
35 Years. 


BACKGROUND 

The Federal Food, Drug, and Cosmetic Act (FFDCA) requires a “reasonable assur- 
ance of safety and effectiveness” before a device can be marketed. The U.S. Food 
and Drug Administration (FDA) is responsible for enforcing this requirement. De- 
vices that are deemed to have a moderate risk to patients generally cannot go on 
the market until they are cleared through the 510(k) process, named for Section 
510(k) of the FFDCA. 

The 510(k) process has become a major component of medical-device regulation in 
the United States. Thousands of devices are cleared via the 510(k) process each 
year — about one-third of devices entering the market. The remaining devices are ex- 
empt from any premarket review (67 percent) or enter the market by the premarket 
approval (PMA) pathway (1 percent) or by other means such as the humanitarian- 
device exemption (1 percent). 

In recent years, individuals and organizations have expressed concern that the 
510(k) process is neither making safe and effective devices available to patients nor 
promoting innovation in the medical-device industry. Several high-profile mass- 
media reports and consumer-protection groups have profiled recognized or potential 
problems with medical devices cleared through the 510(k) process. The medical- 
device industry and some patients have asserted that the process has become too 
burdensome and is delaying or stalling the entry of important new medical devices 
to the market. 


THE CHARGE TO THE lOM COMMITTEE 

The FDA asked the lOM to review the 510(k) process for medical devices and to 
answer two questions: 

1. Does the current 510(k) process optimally protect patients and promote innova- 
tion in support of public health? 

2. If not, what legislative, regulatory, or administrative changes are recommended 
to optimally achieve the goals of the 510(k) process? 

THE lOM committee’s CONCLUSION ON SAFETY AND EFFECTIVENESS 

On the basis of its review and evaluation of legislative, regulatory, and adminis- 
trative components of the 510(k) process and other related components of medical- 
device regulation, the committee came to the conclusion that the 510(k) process is 
not intended to evaluate the safety and effectiveness of medical devices with some 
exceptions. Furthermore, the 510(k) process cannot be transformed into a premarket 
evaluation of safety and effectiveness as long as the standard for clearance is sub- 
stantial equivalence to any previously cleared device. 

THE lOM committee’s RECOMMENDATIONS 

The committee believes that the FDA should obtain adequate information to in- 
form the design of a new medical-device regulatory framework for Class II devices 
so that the current 510(k) process, in which the standard for clearance is substantial 
equivalence to previously cleared devices, can be replaced with an integrated pre- 
market and postmarket regulatory framework that effectively provides a reasonable 
assurance of safety and effectiveness throughout the device life cycle. Once adequate 
information is available to design an appropriate medical-device regulatory frame- 
work, Congress should enact legislation to do so. The committee believes that a 
move away from the 510(k) process should occur as soon as reasonably possible but 
recognizes that it will take time to obtain the information needed to design the new 
framework. 

In its report, the committee outlines several actions that the FDA should take in 
the short term to improve regulatory oversight of medical devices. These actions also 
will serve to generate the necessary information to inform the design of the new 
framework for Class II devices. 

The committee believes strongly that it is important that regulatory oversight of 
devices be conducted throughout their lifecycle. Premarket review, including the 
510(k) process, and postmarket oversight — from product labeling regulations to the 
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reporting of adverse events associated with use of a device — make up a comprehen- 
sive medical device regulatory system. All the components of the system need to be 
functioning well in order to provide a reasonable assurance of the safety and effec- 
tiveness of medical devices. 

No premarket regulatory system for medical devices can guarantee that all new 
medical devices will be completely safe and effective when they reach the market. 
Robust postmarketing surveillance is essential. The FDA should give priority to 
postmarketing surveillance as an invaluable investment in short-term and long-term 
oversight of medical-device safety and assessment of device effectiveness. The com- 
mittee identified substantial problems in the current postmarketing surveillance of 
devices, and recommends that the FDA develop and implement a comprehensive 
strategy to collect, analyze, and act on medical device aftermarket performance in- 
formation. Congress should support the capacity of the FDA’s postmarketing surveil- 
lance programs by providing stable and adequate funding. 

The appropriate use of postmarket regulatory authorities, such as seizing or ban- 
ning a device, is an essential component of a successful medical-device regulatory 
program. The FDA has stated that there are limitations to the use of these authori- 
ties but has not identified the limitations. The committee recommends that the 
agency review its postmarket regulatory authorities to identify these limitations and 
address them. If it is required. Congress should pass legislation to remove unneces- 
sary barriers to the FDA ’s use of postmarket regulatory authorities. 

It is the committee’s assessment that the FDA lacks a continuous quality-assur- 
ance process for regulation of medical devices. As a result, the FDA cannot effec- 
tively address new issues as they arise. The committee recommends that the FDA 
develop and implement a program of continuous quality improvement to increase 
predictability, transparency, and consistency in all regulatory decisions for devices 
and to address emerging issues that affect decisionmaking. 

SUMMARY 

The lOM committee believes that there should be an integrated premarket and 
postmarket regulatory framework that provides a reasonable assurance of device 
safety and effectiveness throughout the device lifecycle. In its report, the committee 
outlines several actions that should be taken by the FDA that will ensure both 
short-term and long-term benefits. Among the actions recommended by the com- 
mittee are that the agency strengthen its postmarketing surveillance program for 
devices, identify limitations in the use of its postmarket regulatory authorities and 
mitigate them, and develop and implement a program of continuous quality im- 
provement. 

Thank you, again. I would be happy to answer any questions the committee might 
have. 

The Chairman. Thank you very much, Dr. Challoner. 

Dr. Curfman. 

STATEMENT OF GREGORY D. CURFMAN, M.D., EXECUTIVE 
EDITOR, NEW ENGLAND JOURNAL OF MEDICINE, BOSTON, MA 

Dr. Curfman. Chairman Harkin, and other distinguished mem- 
bers of the committee. My name is Gregory Curfman. I’m a cardi- 
ologist and the executive editor of the New England Journal of 
Medicine. 

For 200 years, the New England Journal of Medicine has pub- 
lished research on novel medical therapies. We’re strongly com- 
mitted to innovation in medical treatments, but experience has 
taught us that innovation does not come easily. 

Now, Senator Blumenthal asked for a case study. And I’m going 
to give you a case study. Exactly 2 months ago, on September 15, 
we published an important clinical trial on a novel medical device 
called Wingspan — a highly innovative blood vessel stent. Wingspan 
was designed to reopen narrowed blood vessels in the brain, and 
thus prevent strokes. 

According to the American Heart Association, there are 795,000 
new strokes each year in the United States, And a novel therapy 
effective in stroke prevention would be a major advance. 
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Wingspan looked very promising. In fact, video images of the 
Wingspan in operation are nothing short of dramatic. Within min- 
utes of insertion, the Wingspan stent system can reopen a blocked 
artery in the brain. 

In 2004, a preliminary study of 45 patients showed that Wing- 
span successfully reopened blocked arteries in a high percentage. 
But, the study was very small, it included no randomized controls, 
and so it was impossible to conclude that Wingspan actually pre- 
vented strokes. Nevertheless, in 2005, on the basis of this small 
study. Wingspan was approved for unrestricted clinical use in Eu- 
rope. It was also approved by the FDA, under a humanitarian de- 
vice exemption, which authorizes use in up to 4,000 patients a 
year, but does not require that the device be shown to be clinically 
effective. 

It was not until November 2008, over 3 years after Wingspan 
was approved for use, that a pivotal, randomized trial of its clinical 
effectiveness, was begun. The study was funded, not by the manu- 
facturer of Wingspan, but instead by the taxpayers through the Na- 
tional Institutes of Health. 

In the trial, patients at high-risk of stroke were randomized to 
receive Wingspan’s stenting or no stenting. It was expected that 
Wingspan would reduce the risk of stroke or death. But it did not. 
In fact, there was a 2V2-fold greater risk of stroke or death in the 
Wingspan group than in the unstented group — 2V2-fold greater 
risk. 

Contrary to expectations, this innovative medical device actually 
caused the very clinical problem that it was designed to prevent. 
It was a disturbing result. 

What are the lessons of Wingspan, which, by the way, is still on 
the market with FDA approval. First, implantable medical devices 
such as Wingspan are complex, and regardless how innovative they 
may first appear, their ability to improve human health cannot be 
known until they have been rigorously tested in controlled clinical 
trials. 

Second, benefit for a surrogate endpoint may not necessarily 
translate into benefit for human health. In the case of Wingspan, 
the surrogate endpoint was its success in reopening the narrowed 
blood vessels in the brain. But this did not prevent strokes, and in 
some patients, actually caused them. The use of surrogate 
endpoints for FDA device approval is advocated in Senate bill 
S. 1700. 

Third, the European approach to medical device approval is not 
an acceptable alternative for the United States. In Europe, Wing- 
span received unrestricted approval, even though clinical effective- 
ness had not been established. 

Wingspan is but the latest of examples of a failed medical device. 
Others include, as Senator Harkin already mentioned, metal-on- 
metal artificial hip implants, and the Sprint Fidelis implantable 
defibrillator lead, both of which were also high-risk devices that re- 
ceived FDA approval without clinical data, and harmed many pa- 
tients. 

Mr. Chairman, legislation recently introduced in both chambers 
that would weaken the FDA approval process for complex 
implantable medical devices, should be viewed skeptically. And 



56 


may not be in the best interest of the health of the American peo- 
ple. 

Thank you, Mr. Chairman. 

[The prepared statement of Dr. Curfman follows:] 

Prepared Statement of Gregory D. Curfman, M.D. 

SUMMARY 

Many Americans benefit from the implantation of medical devices; tragically, 
many also suffer or even die from complications related to medical devices that were 
never studied in clinical trials before being implanted in a large population of pa- 
tients. The current device approval process, an outdated system created 35 years 
ago in an era of much simpler and few devices, has become less capable of assuring 
safety and effectiveness. 

Two recent, but not rare, examples provide a cautionary tale about the challenges 
of ensuring that complex medical devices are both effective and safe. In 2005, a new 
metal-on-metal artificial hip implant, the DePuy (Johnson & Johnson) ASR XL Ace- 
tabular System, was cleared by the FDA through the 510(k) process by showing that 
the new device was “substantially equivalent” to an already-marketed hip resur- 
facing system. Because this was approved through the 510(k) process, clearance was 
based not on clinical trials or other clinical data but on bench testing in a labora- 
tory. Once approved, it soon became clear that the metal-on-metal hip implant failed 
at the astonishing rate, requiring thousands of additional surgeries to replace the 
defective, painful implants. 

The second example, the Wingspan endovascular stenting system, was approved 
through another less stringent humanitarian device exemption, which primarily re- 
lied upon data from a small, non-controlled phase I trial. A Phase III clinical trial 
showed a lack of both safety and efficacy, 6 years later, just 2 months ago, . The 
disturbing experience with the Wingspan stent system, which harmed many pa- 
tients, serves as a stark reminder that innovative medical devices, regardless of how 
promising they may first appear on the basis of preliminary studies, do not always 
prove to be successful when subjected to rigorous controlled clinical trials. 

Additionally, I believe that the July 2011 lOM report, which concluded that it was 
impossible for 510(k) clearance to assure safety and effectiveness, is insightful, judi- 
cious, sensible, and long overdue. I support the lOM committee’s recommendation 
that the 510(k) process be replaced with an evaluation of safety and effectiveness. 

As the best long-term improvements are contemplated, there are important steps 
that the FDA can take now. First, the use of 510(k) clearance for class III devices 
should stop, as Confess made clear 20 years ago. Second, the tenuous practice of 
allowing use of multiple predicates in 510(k) clearance should be eliminated. Third, 
as was recommended by the lOM committee, a formal system of postmarketing sur- 
veillance for medical devices should be put in place. Fourth, I strongly endorse the 
FDA’s Sentinel Initiative and the associated Mini-Sentinel pilot program. Fifth, I 
believe that the European medical device regulatory system is not a suitable model 
for the United States and would not be in the best interest of the American people. 

I strongly believe that, in the interest of advancing human health, patients must 
have easy access to innovative medical devices and that the approval process needs 
to be sensible and efficient. But no one’s interest is served by putting defective med- 
ical devices onto the market where they cause harm to patients, waste health care 
dollars, and may kill jobs when they are withdrawn. 


Many Americans benefit from the implantation of medical devices, such as artifi- 
cial joints and lifesaving defibrillators. Tragically, many also suffer or even die from 
complications related to the same types of medical devices, some of which have 
never been studied in clinical trials before being implanted in a large population of 
patients. As devices have evolved and become more complex, our device-approval 
system has become less capable of assuring safety and effectiveness. The system we 
use today was created 35 years ago in an era of much simpler and fewer devices, 
and it is now inadequate. 

A recent, but not rare, example provides a cautionary tale about the challenges 
of ensuring that complex medical devices are both effective and safe. Osteoarthritis 
of the hip joint is a common and debilitating disorder. Each year, more than a quar- 
ter of a million patients with advanced painful arthritis receive a total hip replace- 
ment in the hope that it will restore mobility and improve their quality of life.^ Con- 
ventional artificial hip implants consist of a metal ball inserted into a plastic cup. 
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In 2005, a new metal-on-metal design was introduced in which both components 
were made from a metal alloy. The design was touted as a major innovation that 
would improve durability and reduce the risk of hip dislocation — advantages that 
were especially appealing to younger patients. However, these design innovations 
were never tested. 

One metal-on-metal design is the DePuy (Johnson & Johnson) ASR XL Acetabular 
System, which was introduced into the U.S. market in 2005. The ASR was cleared 
by a Food and Drug Administration (FDA) process known as 510(k), which refers 
to the section of the 1976 Medical Device Amendments to the Federal Food, Drug, 
and Cosmetic Act that created it. Under that section, the criterion for clearance of 
a new medical device is that it be “substantially equivalent” to an already-marketed 
device (a “predicate”); clinical data are not required nor are data on safety and effec- 
tiveness. 

The ASR was constructed by borrowing a metal alloy cup from a different hip de- 
vice known as the ASR Hip Resurfacing System and retrofitting it onto a standard 
hip implant. The manufacturer successfully made the case that the re-engineered 
implant was “substantially equivalent” to a predicate device. Its marketing clear- 
ance was therefore based not on clinical trials or other clinical data but on bench 
testing in a laboratory, which was inadequate to simulate the stresses that would 
be placed on it in patients’ bodies. 

It soon became clear that the device failed at the astonishing rate of at least one 
in eight. According to a recent report presented at the British Hip Society Annual 
Conference, 21 percent of these hips have had to be replaced (revised) by 4 years 
after implantation, and the revision rate rises to 49 percent at 6 years, as compared 
with 12 to 15 percent at 5 years for other devices.^ Failure appears to be due to 
erosion of the metal in the articular surfaces and migration of metallic particles into 
the surrounding tissues and the bloodstream. Thus, the innovation led to tragedy 
for many patients.^ Before it was recalled in 2010, the ASR had been implanted in 
nearly 100,000 patients, and the result was a public health nightmare. 

The ASR is a class III device — the FDA’s highest risk classification. As a high- 
risk device, it should not be cleared (without clinical data) via the 510(k) process, 
especially as its design is novel and thus there is no predicate for a 510(k) clearance. 
Congress envisioned that class HI devices would be approved through the more 
stringent premarket approval (PMA) process, which does require clinical testing, 
and the Safe Medical Devices Act of 1990 requires that the FDA either use the PMA 
process for class III devices or reclassify them in a lower-risk category. Despite the 
clear intent of Congress, a recent GAO report noted that most high-risk devices con- 
tinue to slip by this requirement. In fact, a recently published study found that 
among high-risk device recalls from 2005 to 2009, nearly three-quarters had been 
cleared through the 510(k) process."*^ 

The Wingspan endovascular stenting system provides yet another cautionary tale 
about the potential risks to human health of innovative medical devices. The Wing- 
span stent was designed to be placed into small blood vessels in the brain in pa- 
tients at high risk of a stroke, in order to re-open narrowed vessels to prevent a 
subsequent stroke from occurring. The Wingspan system was approved for use in 
both Europe and the United States in 2005. While in Europe the device received 
standard approval by a notified body, in the United States the FDA approved the 
device with a humanitarian device exemption (HDE), which requires a less stringent 
approval process than standard pre-market approval (PMA) and limits use to no 
more than 4,000 patients per year. One phase I trial in 45 patients but no controls, 
which demonstrated angiographic benefit, served as the basis for HDE approval. On 
the basis of this phase I trial, the company optimistically referred to the device as 
a “groundbreaking system.” 

Just 2 months ago, and 6 years after the Wingspan was approved by the FDA, 
a phase HI clinical trial (SAMMPRIS) comparing the device with intensive stroke- 
prevention medical therapy was published in the New England Journal of Medi- 
cine.^ The study was investigator-initiated and funded by the National Institute of 
Neurological Disorders and Stroke (the commercial sponsor, Stryker Neurovascular 
[formerly Boston Scientific Neurovascular], donated the devices), and thus was paid 
for principally by taxpayer dollars. The hypothesis tested in the study was that the 
stenting system would improve patient outcomes, as measured by the primary end- 
point of stroke or death within 30 days of enrollment. After just 451 patients had 
been enrolled, the study was terminated prematurely because of a serious adverse 
safety signal in the stent-treated group. The incidence of the primary endpoint 
(stroke or death) in the stent-treated group was 2 V '2 times greater than in the medi- 
cally treated group (14.7 percent versus 5.8 percent), a worrisome result that was 
unanticipated by the investigators. The comparable figures at 1 year were 20 per- 



58 


cent and 12.2 percent. Despite these worrisome outcomes, the device remains avail- 
able in the United States. 

The disturbing experience with the Wingspan stent system, which harmed many 
patients, serves as a stark reminder that innovative medical devices, regardless of 
how promising they may first appear on the basis of preliminary studies, do not al- 
ways prove to be successful when subjected to rigorous controlled clinical trials. 
Implantable medical devices are complex pieces of engineering, and bypassing clin- 
ical testing to rigorously evaluate their function inside the human body can result 
in substantial harm to patients. 

On July 20, 2011, the U.S. House Energy and Commerce Subcommittee on Over- 
sight and Investigations held a hearing entitled “Medical Device Regulation: Impact 
on American Patients, Innovation, and Jobs.” The subcommittee’s chairman. Con- 
gressman Cliff Stearns (R-FL), argued that FDA regulation of medical devices is too 
burdensome, stifles innovation, and drives device manufacturers overseas. Since 
then a number of bills have been introduced in Congress that would diminish FDA’s 
ability to assure safety and effectiveness of medical devices. But the disastrous out- 
comes of the use of DePuy ASRs and the Wingspan endovascular stenting system 
show that rushing untested and potentially dangerous medical devices into the mar- 
ketplace carries serious risks; our regulators should not be in the business of cre- 
ating jobs in the manufacture of dangerous devices. 

On July 29, 2011, the Institute of Medicine (lOM) released an FDA-commissioned 
report on the 610(k) clearance process.®^ The report concluded that it was impos- 
sible for 510(k) clearance to assure safety and effectiveness, because it assesses nei- 
ther, instead establishing only “substantial equivalence” to an existing device. The 
report therefore recommended that 510(k) clearance be eliminated. In addition, it 
recommended monitoring medical devices throughout their life cycle, especially dur- 
ing the postmarketing period. Despite its reasonable (and relatively modest) rec- 
ommendations, the report has been aggressively attacked by the device industry and 
by politicians from States where device companies are located. In fact, the attacks 
began even before the report was released, which is highly unusual for an lOM re- 
port. 

I believe that the lOM report is insightful, judicious, sensible, and long overdue. 
The 510(k) clearance process was established 35 years ago, and although it may 
have been a reasonable approach then, it surely is not today. The 510(k) process 
was never intended for use for clearing Class III medical devices, defined by the 
Code of Federal Regulations as products used for life-supporting or life-sustaining 
indications, for preventing impairment of human health, or presenting a potentially 
unreasonable risk of illness or injury. I support the lOM committee’s recommenda- 
tion that the 510(k) process be replaced with an evaluation of safety and effective- 
ness. It is important to maintain and encourage innovation in medical devices. But 
true innovation requires that safety and effectiveness be proven by scientific study 
in clinical trials. 

Under intense pressure from the device industry, the FDA leadership has already 
indicated that it does not intend to implement this key recommendation of the re- 
port, although it may be open to other changes. As the best long-term improvements 
are contemplated, there are important steps that the agency can take now. 

First, the use of 510(k) clearance for class III devices should stop, as Congress 
made clear 20 years ago. A substantial equivalence standard for clearance of such 
complex devices is untenable. This recommendation was made previously in a report 
from the Government Accountability Office (GAO),® but it has not been fully imple- 
mented by the FDA. 

Second, the use of multiple predicates in 510(k) clearance should be eliminated. 
Now a device may be cleared if it is found to be substantially equivalent to an exist- 
ing device that was cleared, in turn, by being found substantially equivalent to an- 
other device, and so on. A device can receive 510(k) clearance by being substantially 
equivalent to a device that is no longer on the market. This tenuous process should 
be discontinued. 

Third, if a substantial equivalence standard is to be retained for certain devices 
deemed not of high risk, there must be a clear definition of substantial equivalence 
including the authority of FDA to require the submission of clinical data to assess 
whether the new device meets the substantial equivalence definition. 

Fourth, as was recommended by the lOM committee, a formal system of post- 
marketing surveillance for medical devices should be put in place. Strong, manda- 
tory, and transparent postmarketing data, in registries, allow rapid identification of 
serious problems that may emerge after approval. Careful tracking of every patient 
with a high-risk device is a crucial step for ensuring patient safety and avoiding 
nightmare scenarios. To this end, I hope that the FDA will soon finalize its rule 
about a system of Unique Device Identification (UDI), and then that the Centers 
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for Medicare & Medicaid Services will require the UDI to be submitted with claims. 
That would allow safety surveillance for medical devices to be much more tractable. 

Fifth, I strongly endorse the FDA’s Sentinel Initiative and the associated Mini- 
Sentinel pilot program.® Through the Mini-Sentinel pilot program, capabilities are 
being developed for actively monitoring the safety of approved medical products 
using the electronic health information in claims systems, inpatient and outpatient 
medical records, and patient registries. Such a system will be an important step for- 
ward. 

Sixth, I believe that the European medical device regulatory system, in which 82 
privately run notified bodies rather than a government agency make decisions on 
market authorization for medical devices, is not a suitable model for the United 
States and would not be in the best interest of the American people. Notified bodies 
do not adhere to uniform standards, and device manufacturers can select the noti- 
fied body that will put their device through the least stringent assessment of safety 
and performance. Most surprising, manufacturers do not have to demonstrate a ben- 
eficial effect on clinical outcomes. 

I strongly believe that, in the interest of advancing human health, patients must 
have easy access to innovative medical devices and that the approval process needs 
to be sensible and efficient. But no one’s interest is served by putting defective or 
untested medical devices onto the market where they cause harm to patients, waste 
health care dollars, and may kill jobs when they are withdrawn. It is essential that 
the FDA be adequately funded to carry out its mission to ensure the safety and ef- 
fectiveness of medical devices. The lOM report charts a path that is right for the 
future, and despite well-financed outside pressures, I urge the FDA to initiate an 
action plan with congressional support to adopt these important recommendations. 
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The Chairman. Thank you very much, Dr. Curfman. And thank 
you for that exposition of that one case, and I have a whole list of 
others to go with it. 

Professor Hall, you assert in your testimony that 510(k) system 
generally works pretty well. But how do you reconcile a system 
based on substantial equivalence with the phenomena of, what 
they call, predicate creep? You know what that means — where de- 
vice after device is compared with a slightly newer or a different 
version of an original device, such that the newest models bear lit- 
tle resemblance to the original? You have the original device, you 
have another iteration of it that’s substantially equivalent, then 
there’s another device that is substantially equivalent to that, and 
there’s another device, and on and on to the nth degree. Doesn’t 
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this system really allow firms to compare apples to oranges, once 
you get out two or three or four or five iterations? 

Mr. Hall. Properly implemented, I do not think the system does 
do that. Let me give you a couple of reasons why. 

In each of these iterative steps, if there is either a new indication 
or a new technology being employed, and again, new technology is 
very, very broadly defined, the sponsor of that 510(k) submission 
has to provide data of whatever is the appropriate type — clinical 
data, bench testing, whatever to establish safety and effectiveness. 

The agency reviews that and makes a decision. So, what you see 
is a constantly increasing bar. That’s how the system is designed. 
So, then my latest generation with another tweak or whatever, is 
not compared simply to the original one from, let’s say, 20 years 
ago, but rather, then, we have this increasing knowledge. 

Second, the agency has a number of tools to take into account 
new information. We can revise special controls, put in place per- 
formance standards, etc., all to address newly discovered informa- 
tion or experience in the clinical setting. 

The Chairman. Dr. Challoner, there was a lengthy discussion in 
the lOM report about the need to enhance postmarket review of de- 
vices. What sort of precise fixes, if any, would you suggest? What 
are the gaps in the postmarket authorities that you might respond 
to here? 

Dr. Challoner. This is a major and important tool as you look 
forward to where we’re going to be in the next decade or so in this 
industry. 

At the moment, usually, except for a few cases in pediatric realm 
or where you have an interested professional society, there are 
some device-specific areas in which prospective data on complica- 
tions is gathered. 

But, generally speaking, it’s an ad hoc system with multiple re- 
sponsibilities for reporting up the chain, if you will, to finally come 
to either public or FDA attention, and there’s no consistency or reg- 
ularization of it. 

Now, the opportunity is if you’re going to speed up the device 
process for public health safety and efficacy, to have the oppor- 
tunity to be not intrusive on the front end, except for manufac- 
turing standards and design issues, and to streamline in those 
processes, as long as you could rely on a very consistent population- 
wide reporting system for complications of low incidence and high 
substance, you would begin to have safety and efficacy over the life- 
time of a drug. New information systems 

The Chairman. Or device. 

Dr. Challoner [continuing]. Or device. I’m sorry. 

New information systems, new healthcare organizations, organi- 
zations like Kaiser, and in particularly the VA, give us an oppor- 
tunity to get an early warning system for devices through their 
electronic record systems, that will improve the process over time. 
And I think that needs to be explored by all the interested parties 
as we go forward. 

The Chairman. My 5 minutes are up. I will turn now to Senator 
Franken. 

Senator Franken. Thank you, Mr. Chairman. 
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Professor Hall, thank you for coming from Minnesota. You have 
decades of experience working with the FDA, and as CEO of a 
medical device company, and also as a professor of food and drug 
law at the University of Minnesota Law School. 

As you know, I introduced a bill earlier today that will get de- 
vices to the market faster and more safely, and I know you know 
about the bill because you endorsed it, and thank you again for 
your support. Would you explain why it is important to expand the 
FDA’s ability to consult with outside experts while maintaining the 
requirement that the FDA disclose any conflicts of interest that ad- 
visory panel members may have? 

Mr. Hall. As we see burgeoning technology and whole new areas 
of science, the agency cannot and should not be expected to be an 
expert in anything and everything. And the agency, in my opinion, 
needs access to experts to provide the scientific, engineering, mate- 
rial science, whatever expertise, to advise the agency so they, then, 
can make the appropriate risk-benefit decision in a safety efficacy 
scenario. 

I happen to have a personal interest in nanotechnology with my 
academic hat on. It’s incredibly complex, and if we don’t give the 
agency access to expertise, they’re going to be making decisions 
without the benefit of the best science. And we need to make sure 
they have that, in my opinion. 

Senator Franken. We heard from Dr. Shuren that they are los- 
ing senior people, and there is attrition, and it would be nice to 
work out a system where the higher bar of conflict of interest — that 
exists in, just in this, in the FDA — in this field is looked at again. 

Can I, Professor Hall, can I get your take on the lOM’s report 
on the 510(k) process? 

Mr. Hall. Let me make a couple of comments — there are aspects 
of the report with which I do agree. For example, postmarket sur- 
veillance, the importance of a quality system within FDA, the need 
to finalize the classification of post-amendment classification, and 
several others. 

I must say, I do disagree with the fundamental conclusion that 
the 510(k) system is not capable of providing a reasonable assur- 
ance of safety and effectiveness. I think the statute in Congress 
have provided that. I think FDA has implemented that, and I think 
that even as the lOM said, the actual experience with the system 
has been remarkably positive. 

Senator Franken. Thank you very much. Thank you, Mr. Chair- 
man. 

The Chairman. Senator Mikulski. 

Senator Mikulski. Thank you. This is a great panel. 

Dr. Challoner, first of all, we so value the Institute of Medicine 
as Senator Harkin said. But this issue of totally replacing the 
510(k) gives us pause, and I think one of the reasons it gives us 
pause is the looming question of who would design the new system? 
Would we have to approve the new system given both the political 
climate and the clock ticking — when we also have to reauthorize 
MDUFA as we know it? 

What prompted a learned society like lOM to say, “Throw out the 
whole thing,” when you know how Congress is working — or not 
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working. If you’re going to criticize FDA for approval, criticize us 
for bill approval. 

So do you, speaking for yourself, believe that there are inter- 
mediate steps that we could take that would address the most co- 
gent and compelling of the issues raised in your report? 

Dr. Challoner. Senator Mikulski, thank you, and the answer is 
that the more we looked at it, and we had a very diverse com- 
mittee — I was on the board of directors of a device corporation, a 
large one, Cortis Corporation, for 6 years. We had two attorneys 
who spent most of their professional life in the device industry. We 
had people, an individual, who had taken a device through the 
process. 

We were surprised, ourselves, as a group, that we all came 
unanimously to the conclusion that the logic of this transition sys- 
tem that was put in place with the 75 amendments, simply to get 
from nothing to something, had now had 35 years of a life-span, 
and we felt it was not going to be capable of dealing with the tech- 
nology and science of devices for the next two decades. 

Therefore, our expectation is not that the FDA would take our 
advice, and dump it next week, and put something in place. But 
we would begin a conversation such as we’re having here, and at 
other venues, just as it took 5 years to get the 75 amendments in 
place. It may take 5 years of conversation, probably managed by 
the FDA, and the Congress, to be able to put in place, that makes 
use of modern information technology over the life-span of a device. 

So, we expect a 5-year transition. In the meantime, there are 
things that can be done with postmarket authorities that the FDA 
has, and with improving postmarket surveillance that will imme- 
diately improve public health and safety. 

Senator Mikulski. When I read the report, I thought the mes- 
sage was essentially — these are Barb Mikulski’s words — dump it 
and deal with it. 

Dr. Challoner. No. 

Senator Mikulski. And quite frankly, that message gave every 
one of us a great deal of pause. But what you’re saying is — well, 
let’s take a look at what you’re saying — Mr. Hall, Mr. Curfman, 
and Dr. Shuren have talked reforms; we’re all talking about re- 
forms and what you are saying in your recommendations is that 
the postmarketing suggestions would be the most potent reforms 
right now to include in any reauthorization bid. 

Dr. Challoner. Yes. Would have immediate effects. 

Senator Mikulski. I want to thank the lOM for what they did. 
They certainly started the conversation. 

Dr. Challoner. Good. 

Senator Mikulski. And thank you very much. Thank you, Mr. 
Chairman. 

The Chairman. Senator Blumenthal. 

Senator Blumenthal. Thank you, Mr. Chairman. 

I think what the panel was hearing and what I’ve heard over the 
last months, maybe longer, is a developing consensus that the 
present system simply isn’t working, that it’s broken, and, in fact, 
fatally defective, not just in implementation, but also concept. 

And I think Senator Mikulski raised the key question, which is, 
what do we do to make it better while we try to improve the law? 
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And perhaps I can ask this question of all the memhers of the 
panel. Isn’t one of the things we can do is to improve postmarket 
surveillance? Because that kind of greatly increased scrutiny and 
oversight, at least, can stop harm that may he developing, and save 
patients the hip on hip implants, or the Wingspan stent problems, 
and try to deal with those problems at an earlier stage, and there- 
by, save people from a lot of suffering, and even death? 

Dr. Curfman, you’ve raised those two case studies, and I suspect 
that they may be included in Dr. Shuren’s response to my question 
on case studies. But, would increase postmarket surveillance be ad- 
visable? 

Dr. Challoner. Thank you. Senator Blumenthal. I think that’s 
critical, and I know that there are initiatives ongoing in the FDA 
that are quite interesting. And I think that, as they’re imple- 
mented, they are going to really strengthen postmarketing surveil- 
lance. Dr. Shuren can certainly speak to that in more detail than 
I. 

But, there is a program that is coming to fruition called the Uni- 
form Device Identification Program, which is a way of giving a 
unique identifying number to each implanted medical device, allow- 
ing that device to be tracked throughout its lifetime, and hooked 
up with an individual patient. 

These numerical codes can, then, be linked to outcome data, 
claims data, so that we can, then, find out exactly what’s hap- 
pening to the patients who have them. 

Now, this program is very interesting. It’s being headed by a 
very high-quality individual within the agency, and I think it’s 
going to be a very important step forward when it’s actually imple- 
mented, and I understand that that will be fairly soon. 

That’s associated with the larger sentinel initiative that’s ongo- 
ing within the FDA. That’s associated with the larger sentinel ini- 
tiative that’s ongoing within the FDA, and the mini-sentinel pilot 
program, which is a smaller research program going on to develop 
new ways of doing postmarketing surveillance. And, here again, 
there are very high-quality people working on these programs with- 
in the agency. 

So, I expect that we will be seeing advances in postmarketing 
surveillance, and I agree with you. Senator Blumenthal, that this 
is quite critical as we await larger-scale changes in the 510(k) pro- 
gram. 

Senator Blumenthal. But, postmarket is really no substitute for 
fundamental reform of the entire 510(k) system. 

Dr. Challoner. It’s part of a process, but I don’t think that it’s 
really going to be enough, in the long run. 

Senator Blumenthal. Professor Hall, I wonder if you would com- 
ment on those two case studies, for lack of better word, and wheth- 
er you think they don’t indicate faults in the present process. 

Mr. Hall. I’ll be glad to. 

First of all, I only know what’s public about those situations, and 
so. I’m not in a position or qualified to make any conclusions. I 
have not reviewed the regulatory submissions or anything like 
that. 

So, what I will try to comment on, given on what I do know, pub- 
licly, is whether the agency has authority to have addressed those 
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issues. I believe the agency does. In the case, again, of the metal- 
on-metal, the agency, submission to the agency is to include safety 
and effectiveness data. The agency can decide whether it needs 
clinical data or not to make that assessment, so they have that au- 
thority. 

Dr. Shuren talked about that briefly in his comments, as to 
whether they should have. And again, I don’t know the details on 
that. But they have the authority to get clinical data, if that is 
what is appropriate in that situation. I do agree with the other 
panelists of the importance of postmarket surveillance, and the 
need to improve postmarket systems so that they are more effective 
and more efficient. 

Within any product issue, the agency has a number of authorities 
to impose warnings, recalls, and postmarket studies under section 
522 — I have to mention at least statutory section, otherwise, I 
guess I’m not really a lawyer in this. 

Senator Blumenthal. So, your point is that, even under existing 
authority, the FDA has the power to be more vigilant and vigorous 
in protecting the public, and, I think many of us would agree. 

Mr. Hall. Correct. 

Senator Blumenthal. Thank you. Thank you, Mr. Chairman. 

Senator Hagan. Thank you, Mr. Chairman. And, I too, echo Sen- 
ator Mikulski’s comments about this panel. Thank you for being 
here, and it’s an excellent group. 

Dr. Challoner, you state that the Institute of Medicine Com- 
mittee believes that there should be an integrated premarket and 
postmarket regulatory framework that provides a reasonable assur- 
ance of device safety and effectiveness throughout the device 
lifecycle. Can you elaborate on this, and what you think we need 
to see? 

Dr. Challoner. We just don’t have enough data at the moment, 
and, our charge, if you will, in making our recommendation to the 
FDA is that it needs to spend some time with its varied constitu- 
encies over the course of the next several years, finding out exactly 
what kind of data they need about their processes, that will make 
them more transparent and predictable. 

Dr. Shuren has already undertaken, parallel with our report, 
many of these items. But there are some things in which we just 
don’t have data. 

There’s a difference between postmarket surveillance and the 
identifier issue that Dr. Curfman just raised, and postmarket au- 
thorities already in place, for instance, that may or may not be 
used adequately to survey and monitor the postmarket arena. And 
it may be because the data just isn’t coming forth from the clinical 
environment to the leadership of the FDA. 

For instance, there’s a seizure authority, and the agency has 
brought about 13 seizure actions from fiscal year 2001 to 2008. 
Now, is that adequate? I don’t know. The absence of evidence is not 
evidence of absence; banning, used once since 1976; recall orders, 
the agency has not formally tracked recall orders, but believes the 
authority has been used at least three times in the last 20 years. 

So, we were unable to get enough data to really understand how 
to put all of this in place, which is why we suggested that things 
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need to change, and that a process needs to be put in place to study 
it, gather the data, and understand it. 

Senator Hagan. Thank you. 

Professor Hall, we’ve heard from the other two panelists that the 
510(k) process or program isn’t working well; primarily from a safe- 
ty perspective. However, you’ve got a different view of this process. 

Can you elaborate on the safety findings that you mention in 
your testimony, and do you think the 510(k) program is, generally, 
working well. Or should it be replaced, and what do you envision 
the impact to indust^ and access to medical devices are if the 
510(k) program, was, in fact, scrapped? 

Mr. Hall. There are a number of studies — I have done one that 
has looked at the safety profile of medical devices. I mention mine. 
Dr. Maisel, now with FDA, has done a study, FDA recently did a 
study. lOM, itself, said that they find no evidence of a systemic 
problem with medical devices. 

What my study, in particular, did, is that we looked at all class 

I recalls for a 5-year timeframe, looked at the reason for the recall, 
etc. What that data indicates is that quality systems are, by far, 
the most potent tool to use to increase product safety. 

This links in directly to your earlier question about integrated 
postmarket and premarket. Outside of the formal 510(k) system, 
you have quality systems. So, for example, a company is to have 
a corrective and preventive action program by which they track in- 
formation, product trends of problems, then decide using that 
data — does a correction need to be made? That data is also to be 
fed into the front end of the design process for the next iteration 
of devices, so we get into this continuous improvement loop, using 
data that exist. 

Can that be made stronger? Do we need, I think we’re all in 
agreement we can do a better job on postmarket. But, the recent 
study by FDA also indicated that the primary cause of recalls are 
quality system challenges, not issues with, for example, lack of 
clinical trials or other issues. 

Senator Hagan. Thank you, Mr. Chairman. 

The Chairman. Thank you. Senator Hagan. 

I want to get on this issue of clinical data. I heard you say, Mr. 
Hall, that FDA can — of course, we request clinical data, to see if 
something is equivalent to the predicate. 

If I reference the lOM report again here, in the United States, 
use of clinical data in the regulatory review process is defined by 
the enabling legislation, regulations and FDA’s implementation of 
the legislation and regulations. The clinical data can be requested 
by the FDA only if necessary to determine that the new devices are 
as safe and as effective as a predicate device. 

Moreover, the agency may not ask for scientific evidence, greater 
than the “least burdensome,” to answer the question. In practice, 
clinical data play a very small role in the 510(k) process. The GAO 
found that from fiscal year 2005 to 2007, about 15 percent of class 

II and class III 510(k) submissions had new technologic character- 
istics. 

The FDA found that only 8 percent of 510(k) submissions include 
certain elements, I don’t get into all of that. Less than 1 percent 
of non-in- vitro diagnostic 510(k) submissions reference a clinical 
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trial. So, again, there’s not very much clinical data for the vast ma- 
jority of the devices that are asked for clearance under the 510(k) 
process, is that not true? 

Mr. Hall. I think you have to look at the reasons the 510(k) was 
submitted. There are many 510(k)’s that are submitted for changes 
in the product, for which clinical data is simply irrelevant. 

For example, one has to submit a 510(k) if one is adding a warn- 
ing to a product. Now, you don’t need clinical data for that. 

Senator Franken asked about the new modifications guidance. If 
you change suppliers under that, that requires a 510^(k). Again, 
clinical data would seem to be not important to deciding whether 
it’s appropriate to change from supplier A to supplier B. 

So, I think you need to look at the subset of submissions, and 
then ask the question, does the agency have the authority or is 
that information being submitted. 

Senator Harkin. It would seem to me. Professor Hall — I ask Dr. 
Curfman for his thoughts on this — that, if you’re talking about an 
implantable device, and a company is going through the 510(k) 
process, based on a predicate, obviously, that is where postmarket 
surveillance would be most important. 

What happened from the original through the first iteration, the 
second iteration, the third iteration, the fourth iteration? What 
happened to people out there? We don’t have that. The FDA is not 
really doing that, now. 

Why aren’t they doing it? Well, let’s see. Let’s go back here to 
the report. The FDA’s device postmarketing surveillance programs 
have been adversely affected by the instability of the agency’s con- 
gressional financing. Interesting. 

Moreover, user fees can be used only for premarket activities. 
The inadequate postmarketing surveillance systems, both those in 
the FDA and those which are privately funded, and the resulting 
lack of useful, consistent, and reliable data make it impossible to 
draw confident conclusions about the performance of medical de- 
vices now in the market. 

So, now I can get to the nub of it. If the clinical data is not there 
because we don’t have enough postmarket surveillance, we don’t 
have enough postmarket surveillance because Congress doesn’t 
fund it well enough, and user fees cannot be used for postmarket 
surveillance, we have a conundrum. We have a conundrum. 

Mr. Hall. Let me try to be clear with my comments. There are 
many circumstances in which clinical data is important. I think 
you’re absolutely — implantable, right. 

The Chairman [continuing]. Implantable, right. I preface it by 
saying implantable devices. 

Mr. Hall. For many of those, it’s important. I agree with you 
completely, about the importance of postmarket surveillance. I 
think you and I are in absolute agreement on the importance of 
that, and the need to make sure that the system is effective and 
efficient. 

The Chairman. Let me ask you this question. 

Mr. Hall. Yes. 

The Chairman. You have a device company, or you’re CEO of 
one, or something — let me ask you this — should user fees also be 
used for postmarket surveillance? 
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Mr. Hall. I believe in an adequately funded agency. 

The Chairman. Hey, I’m asking you if 

Mr. Hall. I understand. And the reason I hesitate is — I’m on 
record. I’m Don Quixote occasionally, OK? I’m on record as saying 
that user fees are bad public policy. That doesn’t mean the agency 
shouldn’t be funded. Alright? I just think the source of funding — 
there are better sources of funding than user fees. I recognize, com- 
pletely, the current financial situation, which is why I may be Don 
Quixote in my views on that. But, I do think we need adequate 
funding. 

One of the challenges of using user fees for postmarket surveil- 
lance is that we are actually taxing innovation. Because the people 
paying user fees are the ones with the new ideas, the postmarket 
surveillance is for old products. They are already out there. 

And, so, that’s one of the reasons, I think, we need to come up 
with a better funding mechanism. 

The Chairman. Yes. 

Mr. Hall. But, that’s me, and I didn’t say 

The Chairman. But, the innovation, the new products is based 
upon all those predicates that came before it. 

Mr. Hall. Most of your user fees, as Dr. Shuren pointed out, 
come from PMAs, not from 510(k)’s. 

The Chairman. But, a lot still comes through the 510(k) process. 

Mr. Hall. Right. I’m in agreement. We need postmarket surveil- 
lance, and it needs to be funded. I absolutely agree with that. 

The Chairman. Any observations from you. Dr. Challoner or Dr. 
Curfman, about this? Dr. Curfman, I will single you out first be- 
cause you had, sort of, spoken about postmarket surveillance. 

Dr. Curfman. Mr. Chairman, I think you’ve focused, very appro- 
priately, on the implantable high-risk class III devices — that’s real- 
ly where a lot of our concern is, and where we most need the clin- 
ical information that you’ve referred to. 

The use of the 510(k) clearance for class III devices really needs 
to stop, and Congress called for that 20 years ago. It still hasn’t 
stopped. That needs to stop. 

You’ve also referred to the use of multiple predicates — this daisy 
chain of predicates to approve high-risk devices. It’s clearly inap- 
propriate — I disagree with Mr. Hall about this. It just doesn’t make 
sense. And that, also, needs to be eliminated. 

If 510(k) is going to be retained for some devices of lower risk, 
then we need to have a very clear definition of what we’re talking 
about for substantial equivalence, and FDA needs to be able to call 
for clinical data to substantiate that definition of substantial 
equivalence for a particular device. So, I would agree with you, Mr. 
Chairman, we need more clinical data in all of these realms. 

The Chairman. Dr. Challoner, any observations on this? I keep 
quoting from your report. 

Dr. Challoner. Right. Thanks, you’ve already spoken for me, 
Mr. Chairman. 

The Chairman. The more I get into this — as a Chairman, I’ve pe- 
ripherally been involved in the past, the more I’m just wondering 
if — perhaps a simple reauthorization is really not what’s needed. 
Perhaps, we have reached a point in time after 35, 36 years, that 
we need to take a more intense look at this whole realm of the ap- 
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proval process, postmarket surveillance, especially for certain high- 
er risk devices. Obviously, some were so low-risk, no big deal. And, 
perhaps, we need to step back a little bit, and take a look at this. 

I agree with the Professor, I fought all my adult life against hav- 
ing user fees when I put on my agriculture hat, against user fees 
for things like meat inspection. I mean, you’re going to have the 
companies that slaughter the meat do the inspection? It’s for the 
public good that we have the meat inspectors. 

I’ve often said all along that our FDA had to be fully publicly 
funded. But, in this present climate, that is not going to happen. 
And, so, the user fee system has been in place for a long time, and 
it looks like something we’re just going to have to live with. 

But, nonetheless, we still want to make this system one that, 
first and foremost focuses on safety and that we have a definable 
pathway that’s transparent, that industry can rely upon, and know, 
I mean, this is where I agree with the industry. A lot of times, it’s 
sort of opaque, on how the process is going to go. And I think the 
lOM report pointed that out also. So, we need some more clearly 
defined pathways. 

I also say, just sort of off the top of my head after reading all 
this, and going through the lOM report, I wonder if there shouldn’t 
be a limit on how many predicates there can be? Maybe there 
should be the initial device. Maybe it can do one, and maybe, to 
the second degree after that, they have to go back and start the 
process over again, so you don’t get devices to the nth degree out 
there, that bear very little resemblance to what was initially ap- 
proved. 

But, thinking about that, you limit the 510(k) process to a cer- 
tain limited number of predicates. After that, you’d have to go back 
to the entire process again. And, then, looking at the class III, the 
devices that are, well, I just call them implantable devices, that 
really cause a lot of risk, and need to have a lot of postmarket sur- 
veillance as we go along. How we fund that, I just don’t know. But, 
I’m thinking that, maybe, user fees also need to be used for 
postmarket surveillance. 

I know what you’re saying. Professor Hall, that user fees are to 
be approved. But a lot of times, the approval is based upon what 
happened before, so I don’t know where the two separate, some- 
times. 

Those are just my thoughts. It’s not an easy subject, and it’s not 
one that lends itself to any real easy answers, I know. But, I think 
through this process, we might come up with some better sugges- 
tions. 

I’m concerned that we might be reauthorizing this, and not doing 
a more adequate job of refining, and redefining the process along 
some of the lines of the lOM, maybe not all of it, but along some 
of the lines. And at least putting a spotlight and some focus on, 
and some support for postmarket surveillance. 

Thank you all very much. This has been very healthy, a very 
good interchange, and I learned a lot here, today. 

I request that the record be kept open for 10 days so that state- 
ments and questions can be submitted for the record. Did anyone 
else have anything else they wanted to add? 
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Thank you all very much. I appreciate it, very much, for being 
here. Meeting is adjourned. 

[Additional material follows.] 
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ADDITIONAL MATERIAL 

Response to Question of Senator Bennet by David R. Challoner, M.D. 

Question. Professor Hall, you cited that over 90 percent of all Class I recalls are 
directly related to quality system issues and Dr. Curfman and Dr. Challoner you 
also cite the need for increased quality assurance from companies as well. What can 
Congress do to directly address this quality system and quality assurance problem? 

Answer. The lOM Committee on the Public Health Effectiveness of the FDA 
510(k) Clearance Process focused on how the lack of an effective continuous quality 
assurance program within the FDA’s Center for Devices and Radiological Health 
(CDRH) has hindered the agency’s ability to assess the effectiveness of the 510(k) 
program. As detailed in the committee’s report, without adequate management and 
information technology infrastructure, the FDA cannot address new problems as 
they arise or develop a long-term vision of CDRH and its mission. For example, the 
FDA does not currently have the ability to trace the history of the 120,000 or so 
510(k) decisions made during the last 35 years and, therefore, the potential exists 
for problematic devices to continue to be used as predicates because there is no sys- 
tematic way to identify them. The committee recommends that the FDA develop and 
implement a program of continuous quality improvement to track regulatory deci- 
sions on devices, identify potential process improvements in the device regulatory 
framework, and address emerging issues that affect decisionmaking. The committee 
did not recommend specific actions by Congress with regard to establishing a pro- 
gram of continuous quality assurance for devices within the FDA or the medical de- 
vice industry. It should be noted, however, that the committee did determine that 
the FDA does not currently have adequate resources for its multiple responsibilities 
and implementation of a quality assurance program would require such from Con- 
gress. 

[Whereupon, at 4:53 p.m., the hearing was adjourned.] 
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